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1950 South Florence 
Wichita, Kansas  67209 

316.943.3444 
 
 
 

July 23, 2003 
 
Mr. Ben Shields 
Texas Commission on Environmental Quality 
MC-137 
P.O. Box 13087 
Austin, TX  78711-3087 
 
 
RE: Summary of the Independent Data Review  

Data Review of Analytical Data Package Numbers 0303257, 0305290, 0305310,  
0305337 and 0305260 
May 2003 Groundwater Sampling, Jones Road Superfund Site, Houston, Texas 

 
 
Dear Mr. Shields: 
 
I have performed an independent data review of the above referenced laboratory data packages in 
accordance with the procedures presented in section D.2.1.2 and D.2.1.3 of the Texas Commission on 
Environmental Quality (TCEQ) Quality Assurance Project Plan (QAPP).   
 
None of the quality control (QC) problems associated with the samples were identified in the laboratory 
review checklist; however they were noted in the case narrative.  Selected data for this specific analytical 
package were required to be qualified based on the results of the independent data review.  Sample data 
that was qualified and reasons for qualification are presented below using the codes as presented in 
Section D.1.1 of the TCEQ QAPP.  The data codes are explained in Table 1 and 2. 
 
Data review of the above referenced laboratory data packages were for analysis of Volatile Organic 
Compounds analyzed by EPA Method 524.2.  This method is a drinking water method that is not currently 
addressed in the TCEQ QAPP.  The United States Environmental Protection Agency (EPA) does not 
have a formal guidance document for validation of drinking water methods.  Therefore, the TCEQ QAPP, 
the published methodology for EPA 524.2 and other EPA guidance documents were used as guidance for 
performing the data validation 
 
Headspace was noted in samples TO11338-1 and FV11014#2.  These samples were analyzed as 
requested.  Sample TO11338-1 is a field duplicate of primary sample TO11338.  Results from analysis of 
these two samples were within relative percent difference criteria.  The results and reporting limits for 
each compound for samples TO11338-1 and FV11014#2 were qualified J as estimated with the bias code 
being P-L.  One surrogate recovery was below the acceptable range for sample MW01-21-052303.  The 
reported results and reporting limits for each compound were J coded with the bias code being SUR-L.  
Samples FV11023#1, FV11014#1, FV11014#3, JR11535#1, and MW01-21-052303 were H coded by the 
laboratory based on initial analysis at a 1 times dilution exceeding calibration range and reanalyzing the 
sample for confirmation on the fourteenth day.  This H code is being removed from the above referenced 
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samples as the analysis was performed on the fourteenth day, which is considered within the required 
holding time limits. 
 
No data for the above referenced analytical packages were required to be qualified based on the results 
of the data review except for data listed above.  The project data objectives were satisfied with this data 
set as evaluated during the independent data review.  Should you have questions or comments regarding 
this matter, or if I can be of further assistance, please contact me at (316) 944-5232. 
 
Sincerely, 
Shaw Environmental & Infrastructure, Inc. 
 
 
 
Stephanie Harden 
Environmental Scientist 
 
Reviewed by: 
 
Attachment: Certification Table 
  Data Qualifier Table  



  
 

Table 1
 

   Data Validation Qualifier Definitions 
  

 
QUALIFIER 

  
DEFINITIONS 

 
U 

 
The analyte was analyzed for, but was not detected above the level of the 
associated value.  The associate value is either the sample quantitation limit or the 
sample detection limit.  

 
J 

  
The associated value is an estimated quantity. 

 
 

UJ 

  
The material was analyzed for, but was not detected.  The associated value is an 
estimate and may be inaccurate or imprecise.  

 
R 

  
The data are unusable.  (Note:  Analyte may or may not be present.) 

 
1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for 

Organic Data Review, October 1999. 



  
 

Table 2

Data Validation Qualifier Codes 

  
QUALIFIER 
CODE 

  
DATA QUALITY CONDITION 

RESULTING IN ASSIGNED QUALIFICATION  
 

  
 

HT Holding time requirement was not met 
MB Method blank or preparation blank contamination 
LCS Laboratory control sample evaluation criteria not met 
FB Field blank contamination 
RB Rinsate blank contamination 
FD Field duplicate evaluation criteria not met 
SQL 
P 

Sample quantitation limit exceeds decision criteria (for nondetects) 
Preservation requirements not met 

organic  
TUNE Instrument performance (tuning) criteria not met 
P The detected concentration difference between the primary and 

secondary column is greater than 25%. 
ICAL Initial calibration evaluation criteria not met 
CCAL Continuing calibration evaluation criteria not met 
SUR Surrogate recovery outside acceptance range 
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria 
IS Internal standard evaluation criteria not met 
ID Target compound identification criteria not met  
 

  
BIAS DIRECTION  

 
H 

  
Bias in sample result likely to be high 

L Bias in sample result likely to be low 
I Bias in sample result is indeterminate 



September 25, 2003

Mr. Subhash Pal
Texas Commission on Environmental Quality Project Manager
Superfund Cleanup Section
12100 Park 35 Circle, Bldg. D
Austin, Texas 78753

RE:  Data Review and Certification of Completion for Data Validation of LCRA Analytical Data Package
Number 0308120 - Jones Road Quarterly Ground Water Monitoring

Dear Mr. Pal:

I have performed a data review of the above referenced LCRA laboratory data package in accordance with
the procedures presented in section D.2.1.2 and a data validation in accordance with the procedures
presented in section D.2.1.3 of the Texas Commission on Environmental Quality (TCEQ) Quality Assurance
Project Plan (QAPP). 

The analytical data package was reviewed for completeness in comparison to Section A.9.2 of the TCEQ
QAPP.   The attached Table 1 presents the sample identifiers and associated laboratory identifiers for all
samples in the above referenced analytical data package in compliance with section 10000000 of the
Technical Specifications, RI/FS Contract.  Table 1 also includes the QC batch numbers for all samples in
the above referenced analytical data packages in compliance with section 10.070000 of the Technical
Specifications RI/FS Contract

All samples with analyte results outside their respective quality control (QC) limits as specified by the
TCEQ QAPP, were identified in the laboratory review checklist.  Selected data for this specific analytical
package were required to be qualified based on the results of the data review.  Sample data that was
qualified and reasons for qualification are presented in the attached Table 1 using the codes as presented in
Section D.1.1 of the TCEQ QAPP.  This table complies with Section 1000000, fourth paragraph, Technical
Specification, RI/FS Contract.  The data codes are explained in Tables 2 and 3. 

LCRA did not include an exception report to the TCEQ checklist, but rather referenced the case narrative for
exceptions. The samples were analyzed for volatile organic compounds using drinking water method
EPA 524.2.  Four metals (calcium, iron, magnesium, and manganese) were analyzed by EPA method
200.7, sulfide was analyzed by EPA method 376.2, and sulfate was analyzed by EPA method 300.0.

For the volatiles, a laboratory control sample (LCS) and laboratory control sample duplicate (LCSD) were
analyzed in lieu of a matrix spike.  Two analytical batches also contained a matrix spike (MS) and matrix
spike duplicate (MSD).  The LCSs were within quality control limits.   The matrix spike recoveries were
outside quality control limits for styrene in two analytical batches (R21225 and R21255) and 2-butanone
was outside quality limits for one batch (R21255).  From batch R21255, only a five fold dilution for sample
0308120-25 was analyzed.  Styrene and 2-butanone were not reported from this analysis.  Therefore, none
of the volatile organics  data were qualified.  The selected MS./MSD sample for batch 0308120 was sample
0308120-46.  As per the TCEQ QAPP, styrene for this sample was qualified “UJ” with qualifier code
“MS/SD” with a bias low.  

The two trip blanks associated with these samples contained 1,1-dichloroethene.  None of the samples in
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this data package contain 1,1-dichloroethene.  Hence, there is no affect on the data. 
Six field duplicates were submitted for analyses and results were within the TCEQ QAPP acceptance
limits.  None of the data was qualified based on field duplicate precision.

The laboratory reported results to the Method Quantitation Limit (in analytical report as PQL).  The
Maximum Concentration Level (MCL) for drinking water standards were below the laboratory’s PQL for the
following analytes: 1,2,3-trichloropropane, 1,2-dibromo-3-chloropropane, and 1,2-dibromoethane.  These are
not primary chemicals of concern at the Jones Road site.  The laboratory has provided a separate table with
Method Detection Limits (MDLs) and MQL/PQL.  The excel spreadsheet provide by LCRA laboratory
includes both the reporting limit (MQL) and MDL and these are reported in Table 1.  The laboratory MDLs
were still above the MCL for 1,2,3-trichloropropane and 1,2-dibromoethane.

A method blank was not reported for sulfate, although the raw data shows an initial calibration blank was
analyzed with results less than the reporting limit. No matrix spike or LCS was reported with the sulfide QA
section.  The raw data shows that an initial calibration standard was analyzed and was within acceptable
limits. All quality control criteria for metals was met and data are acceptable as reported.  The data for
sulfide and sulfate were not qualified.

The laboratory “J” flagged data between the MDL and PQL (estimated) and are included in Table 1.

Validation of analytical data packages was performed following the protocols for the drinking water methods
utilized by the laboratory.  The methods specified in the TCEQ QAPP are for SW-846 methods. Data
validation is implemented to provide a quality check on the laboratory system generating the data.  The data
validation process consisted of reviewing supplemental raw data supplied with the analytical data package. 
The supplemental raw data included the following:

• Initial calibration for the method including all raw data for each calibration standard and the quantitation
report for the calibration.

• Continuing calibration data for the method including raw data for the calibration standard and the
quantitation report for the calibration.

• Tuning results for the GC/MS.
• Instrument run logs documenting the laboratory analysis of the samples.
• All raw data for each sample reported in the analytical data package.
• Interference Check Sample (ICS), Sample Dilution and Post Digestion Spike (PDS) results for metals

analysis.
• Dual Column Confirmation for gas chromatographic analysis (Not applicable).

The data validation did not indicate any unsatisfactory performances by the laboratory.  The laboratory
appears to have an adequate QA system in place that is designed to ensure the accurate reporting of
analytical results generated by the laboratory.  Calibration criteria were reviewed for accuracy.  No
transcription or calculation errors were found.  All data validation criteria were within the control limits as
specified in the TCEQ QAPP.  The recovery criteria for data validation as specified in the TCEQ was 70% to
130% for inorganic parameters and 60% to 140% for organic analytes.

The project data objectives were satisfied with these data sets. The only data qualified was styrene in
sample 0308120-46.  All other data are acceptable as reported.  Should you have questions or comments
regarding this matter, or if I can be of further assistance, please contact me at (281) 368-4408. 

Sincerely,



Diane Meyer
Senior Chemist

Attachment: Table 1 Sample Cross Reference and Data Qualifiers
Table 2  Data Review Qualifier  Definitions
Table 3  Data Review Qualifier Codes
Table 4 Sample Cross Reference with Batch Number

cc Perry Mann
Ben Shields



Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40C Calcium E200.7 89.4 mg/L 0.2 PQL 0.0162 MDL R21305B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39C Calcium E200.7 88.4 mg/L 0.2 PQL 0.0162 MDL R21305B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38C Calcium E200.7 88.1 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37C Calcium E200.7 89.4 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50C Calcium E200.7 82.8 mg/L 0.2 PQL 0.0162 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49C Calcium E200.7 82.2 mg/L 0.2 PQL 0.0162 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48C Calcium E200.7 80.9 mg/L 0.2 PQL 0.0162 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20C Calcium E200.7 89.6 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51C Calcium E200.7 80.1 mg/L 0.2 PQL 0.0162 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17C Calcium E200.7 90.5 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18C Calcium E200.7 90.0 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19C Calcium E200.7 90.5 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40C Iron E200.7 0.0026 mg/L J 0.05 PQL 0.0026 MDL R21305B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39C Iron E200.7 0.352 mg/L * 0.05 PQL 0.0026 MDL R21305B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48C Iron E200.7 0.254 mg/L 0.05 PQL 0.0026 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51C Iron E200.7 1.22 mg/L * 0.05 PQL 0.0026 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305A
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18C Iron E200.7 0.0122 mg/L J 0.05 PQL 0.0026 MDL R21305A
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20C Iron E200.7 0.0365 mg/L J 0.05 PQL 0.0026 MDL R21305A
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37C Magnesium E200.7 7.56 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39C Magnesium E200.7 7.50 mg/L 0.2 PQL 0.0154 MDL R21305B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38C Magnesium E200.7 7.43 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40C Magnesium E200.7 7.62 mg/L 0.2 PQL 0.0154 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17C Magnesium E200.7 7.09 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51C Magnesium E200.7 6.30 mg/L 0.2 PQL 0.0154 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20C Magnesium E200.7 7.07 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48C Magnesium E200.7 6.30 mg/L 0.2 PQL 0.0154 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19C Magnesium E200.7 7.18 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50C Magnesium E200.7 6.40 mg/L 0.2 PQL 0.0154 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49C Magnesium E200.7 6.37 mg/L 0.2 PQL 0.0154 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18C Magnesium E200.7 7.02 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37C Manganese E200.7 0.0004 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38C Manganese E200.7 <0.0100 mg/L 0.01 PQL 0.00031 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40C Manganese E200.7 0.0005 mg/L J 0.01 PQL 0.00031 MDL R21305B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39C Manganese E200.7 0.0018 mg/L J 0.01 PQL 0.00031 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48C Manganese E200.7 0.0012 mg/L J 0.01 PQL 0.00031 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17C Manganese E200.7 <0.0100 mg/L 0.01 PQL 0.00031 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49C Manganese E200.7 0.0016 mg/L J 0.01 PQL 0.00031 MDL R21305B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50C Manganese E200.7 0.0024 mg/L J 0.01 PQL 0.00031 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20C Manganese E200.7 0.0022 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18C Manganese E200.7 0.0028 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51C Manganese E200.7 0.0096 mg/L J 0.01 PQL 0.00031 MDL R21305B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19C Manganese E200.7 0.0009 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40B Sulfate E300 5.33 mg/L 1 PQL 0.0181 MDL R21402B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39B Sulfate E300 5.70 mg/L 1 PQL 0.0181 MDL R21402B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38B Sulfate E300 5.19 mg/L 1 PQL 0.0181 MDL R21402B
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37B Sulfate E300 5.59 mg/L 1 PQL 0.0181 MDL R21402A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49B Sulfate E300 5.57 mg/L 1 PQL 0.0181 MDL R21402B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48B Sulfate E300 6.58 mg/L 1 PQL 0.0181 MDL R21402B
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50B Sulfate E300 6.59 mg/L 1 PQL 0.0181 MDL R21402B
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20B Sulfate E300 5.65 mg/L 1 PQL 0.0181 MDL R21402A
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51B Sulfate E300 6.68 mg/L 1 PQL 0.0181 MDL R21402B
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19B Sulfate E300 5.89 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18B Sulfate E300 6.53 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17B Sulfate E300 5.59 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1-Dichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.082 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1-Dichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
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Jones Road Groundwater Plume Superfund Site
Harris County, Texas
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Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
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Jones Road Groundwater Plume Superfund Site
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Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas
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Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
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Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
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Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
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SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
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Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
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Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
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Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
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Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
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Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Chloroform E524.2 0.6 µg/L J 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Chloroform E524.2 0.5 µg/L J 1 PQL 0.061 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Chloroform E524.2 0.7 µg/L J 1 PQL 0.061 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A cis-1,2-Dichloroethene E524.2 1.3 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A cis-1,2-Dichloroethene E524.2 25.8 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A cis-1,2-Dichloroethene E524.2 4.2 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A cis-1,2-Dichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A cis-1,2-Dichloroethene E524.2 2.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A cis-1,2-Dichloroethene E524.2 2.4 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A cis-1,2-Dichloroethene E524.2 10.1 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A cis-1,2-Dichloroethene E524.2 1.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A cis-1,2-Dichloroethene E524.2 1.7 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A cis-1,2-Dichloroethene E524.2 3.7 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A cis-1,2-Dichloroethene E524.2 2.4 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A cis-1,2-Dichloroethene E524.2 3.6 µg/L 0.5 PQL 0.062 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A cis-1,2-Dichloroethene E524.2 2.9 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A cis-1,2-Dichloroethene E524.2 0.6 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A cis-1,2-Dichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A cis-1,2-Dichloroethene E524.2 2.3 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Dibromochloromethane E524.2 0.7 µg/L J 1 PQL 0.039 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
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SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
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SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
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Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
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Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
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Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
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Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Methylene chloride (DCM)E524.2 1.4 µg/L 0.5 PQL 0.09 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
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Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Methylene chloride (DCM)E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Styrene E524.2 <0.5 µg/L UJ MS/SD L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
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Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Tetrachloroethene E524.2 19.9 µg/L * 0.5 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Tetrachloroethene E524.2 5.3 µg/L * 0.5 PQL 0.056 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Tetrachloroethene E524.2 178 µg/L * 2.5 PQL 0.279 MDL R21255
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Tetrachloroethene E524.2 13.3 µg/L * 0.5 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Tetrachloroethene E524.2 1.6 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Tetrachloroethene E524.2 13.8 µg/L * 0.5 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Tetrachloroethene E524.2 0.4 µg/L J 0.5 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Tetrachloroethene E524.2 53.2 µg/L * 0.5 PQL 0.056 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Tetrachloroethene E524.2 6.3 µg/L * 0.5 PQL 0.056 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Tetrachloroethene E524.2 5.6 µg/L * 0.5 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Tetrachloroethene E524.2 16.8 µg/L * 0.5 PQL 0.056 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Tetrachloroethene E524.2 1.7 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Tetrachloroethene E524.2 0.3 µg/L J 0.5 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Tetrachloroethene E524.2 18.3 µg/L * 0.5 PQL 0.056 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Tetrachloroethene E524.2 16.5 µg/L * 0.5 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Tetrachloroethene E524.2 16.0 µg/L * 0.5 PQL 0.056 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Tetrachloroethene E524.2 0.9 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Tetrachloroethene E524.2 3.1 µg/L 0.5 PQL 0.056 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
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Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Tetrahydrofuran E524.2 3.2 µg/L J 5 PQL 1.66 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Toluene E524.2 0.4 µg/L J 0.5 PQL 0.048 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Total Trihalomethanes E524.2 0.7 µg/L J 1 PQL 0.314 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Total Trihalomethanes E524.2 0.7 µg/L J 1 PQL 0.314 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Total Trihalomethanes E524.2 0.5 µg/L J 1 PQL 0.314 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Total Trihalomethanes E524.2 0.6 µg/L J 1 PQL 0.314 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A trans-1,2-Dichloroethene E524.2 1.1 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A trans-1,2-Dichloroethene E524.2 1.0 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
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SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A trans-1,3-DichloropropeneE524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Trichloroethene E524.2 1.4 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Trichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.048 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Trichloroethene E524.2 10.1 µg/L * 0.5 PQL 0.048 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Trichloroethene E524.2 0.9 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Trichloroethene E524.2 3.6 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Trichloroethene E524.2 0.8 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Trichloroethene E524.2 0.6 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Trichloroethene E524.2 1.1 µg/L 0.5 PQL 0.048 MDL R21121

Page 65



Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Trichloroethene E524.2 0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Trichloroethene E524.2 0.9 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Trichloroethene E524.2 1.1 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Trichloroethene E524.2 0.6 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Trichloroethene E524.2 1.1 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
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Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
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Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
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Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21122
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
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Table 1
Data Summary with Data Review and Batch Numbers

Jones Road Groundwater Plume Superfund Site
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCodeValidationQualifierQualifier CodeBias CodeDetect LimitTypeDetect2 LimitType2Batch
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21121
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#3 (08-05-03) 0308120-33A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#2 (08-05-03) 0308120-29A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#2 (08-05-03) 0308120-32A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#3 (08-05-03) 0308120-30A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1-1 (08-06-0 0308120-24A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#3 (08-05-03) 0308120-27A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#2 (08-05-03) 0308120-26A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTO11024 8/5/2003 Drinking WaterTO11024#1 (08-05-03) 0308120-31A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadFV11014 8/5/2003 Drinking WaterFV11014#1 (08-05-03) 0308120-25A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#1 (08-05-03) 0308120-34A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTH11618 8/5/2003 Drinking WaterTH11618#1 (08-05-03) 0308120-28A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#2 (08-05-03) 0308120-38A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#2 (08-06-03) 0308120-45A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#3 (08-05-03) 0308120-36A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1 (08-06-03) 0308120-44A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#3 (08-05-03) 0308120-37A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadES11627 8/6/2003 Drinking WaterES11627#1 (08-06-03) 0308120-43A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#1 (08-05-03) 0308120-40A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1-1 (08-06-0 0308120-42A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTC11103 8/5/2003 Drinking WaterTC11103#4 (08-05-03) 0308120-39A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTT11031 8/5/2003 Drinking WaterTT11031#2 (08-05-03) 0308120-35A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadES11610 8/6/2003 Drinking WaterES11610#1 (08-06-03) 0308120-41A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21122
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#3 (08-06-03) 0308120-46A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#1 (08-06-03) 0308120-48A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones RoadTO10902 8/6/2003 Drinking WaterTO10902#1-1 (08-06-0 0308120-47A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#4 (08-06-03) 0308120-51A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#3 (08-06-03) 0308120-50A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones RoadFV11022 8/6/2003 Drinking WaterFV11022#2 (08-06-03) 0308120-49A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1 (08-05-03) 0308120-11A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1-1 (08-06-0 0308120-03A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#1 (08-06-03) 0308120-02A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308120-10A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTrip Blank 8/6/2003 Drinking WaterTrip Blank 0308120-09A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1-1 (08-06-0 0308120-07A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadFV11102 8/6/2003 Drinking WaterFV11102#1 (08-06-03) 0308120-06A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadBL10819 8/6/2003 Drinking WaterBL10819#1 (08-06-03) 0308120-04A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadBL10825 8/6/2003 Drinking WaterBL10825#1 (08-06-03) 0308120-05A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadFV11118 8/6/2003 Drinking WaterFV11118#1 (08-06-03) 0308120-08A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadBL10818 8/6/2003 Drinking WaterBL10818#FB (08-06-03 0308120-01A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#3 (08-06-03) 0308120-19A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#2 (08-06-03) 0308120-18A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#3 (08-05-03) 0308120-13A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadES11703 8/6/2003 Drinking WaterES11703#1 (08-06-03) 0308120-22A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#5 (08-05-03) 0308120-15A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadES11630 8/6/2003 Drinking WaterES11630#1 (08-06-03) 0308120-21A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadJR11010 8/6/2003 Drinking WaterJR11010#1 (08-06-03) 0308120-23A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#1-1 (08-05-0 0308120-16A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#4 (08-06-03) 0308120-20A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTH11610 8/6/2003 Drinking WaterTH11610#1 (08-06-03) 0308120-17A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#4 (08-05-03) 0308120-14A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
Jones RoadTO10903 8/5/2003 Drinking WaterTO10903#2 (08-05-03) 0308120-12A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21121
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Table 2

   Data Validation Qualifier Definitions

QUALIFIER
DEFINITIONS

U The analyte was analyzed for, but was not detected above the level of the
associated value.  The associate value is either the sample quantitation limit or the
sample detection limit.

J
The associated value is an estimated quantity.

UJ
The material was analyzed for, but was not detected.  The associated value is an
estimate and may be inaccurate or imprecise.

R
The data are unusable.  (Note:  Analyte may or may not be present.)

1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic
Data Review, October 1999.



Table 3

Data Validation Qualifier Codes

QUALIFIER DATA QUALITY CONDITION

HT Holding time requirement was not met
MB Method blank or preparation blank contamination
LCS Laboratory control sample evaluation criteria not met
FB Field blank contamination
RB Rinsate blank contamination
FD Field duplicate evaluation criteria not met
SQL
P

Sample quantitation limit exceeds decision criteria (for nondetects)
Preservation requirements not met

organic
TUNE Instrument performance (tuning) criteria not met
P The detected concentration difference between the primary and

secondary column is greater than 25%.
ICAL Initial calibration evaluation criteria not met
CCAL Continuing calibration evaluation criteria not met
SUR Surrogate recovery outside acceptance range
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria
IS Internal standard evaluation criteria not met
ID Target compound identification criteria not met

H
Bias in sample result likely to be high

L Bias in sample result likely to be low
I Bias in sample result is indeterminate



September 25, 2003

Mr. Subhash Pal
Texas Commission on Environmental Quality Project Manager
Superfund Cleanup Section
12100 Park 35 Circle, Bldg. D
Austin, Texas 78753

RE:  Data Review of LCRA Analytical Data Package Number 0308158 - Jones Road Quarterly Ground
Water Monitoring

Dear Mr. Pal:

I have performed a data review of the above referenced LCRA laboratory data package in accordance with
the procedures presented in section D.2.1.2 of the Texas Commission on Environmental Quality (TCEQ)
Quality Assurance Project Plan (QAPP).   The analytical data package was reviewed for completeness in
comparison to Section A.9.2 of the TCEQ QAPP.   The attached Table 1 presents the sample identifiers
and associated laboratory identifiers for all samples in the above referenced analytical data package in
compliance with section 10000000 of the Technical Specifications, RI/FS Contract.

All samples with analyte results outside their respective quality control (QC) limits as specified by the
TCEQ QAPP, were identified in the laboratory review checklist.  Selected data for this specific analytical
package were required to be qualified based on the results of the data review.  Sample data that was
qualified and reasons for qualification are presented in the attached Table 1 using the codes as presented in
Section D.1.1 of the TCEQ QAPP.  This table complies with Section 1000000, fourth paragraph, Technical
Specification, RI/FS Contract.  The data codes are explained in Tables 2 and 3. 

LCRA did not include an exception report to the TCEQ checklist, but rather referenced the case narrative for
exceptions. The samples were analyzed for volatile organic compounds using drinking water method
EPA 524.2. 

For the volatiles, a laboratory control sample (LCS) and laboratory control sample duplicate (LCSD) were
analyzed in lieu of a matrix spike for batch R21257   Two analytical batches also contained a matrix spike
(MS) and matrix spike duplicate (MSD).  The LCSs were within quality control limits.   The matrix spike
recoveries were outside quality control limits as follows:

• Batch R21255- the spiked sample was 0308176-06.  The recovery for styrene was less than 10%
for MS (7.4%) and MSD (7.2%).  The styrene datum for this sample was rejected and coded “R”
with qualifier code “MS/SD-L”.  The MS/MSD recoveries for 2-butanone were less than 60%
(19.4%).  The datum for 2-butanone in sample 0308176-06 was qualified “UJ” with qualifier code
MS/SD-L”.

• Batch R21320- the spiked sample was 0308176-32.  The MS recoveries were below 60% for 2,2-
dichloropropane (58.4%), styrene (44.8%), and 2-butanone (57.6%).  The data for these three
analytes were coded “UJ” with qualifier code “MS/SD-L”.

The two trip blanks associated with these samples contained toluene.  The field blank associated with
these samples contained ethyl benzene, and toluene.  None of the samples in this data package contained

Shaw Environmental, Inc.

1430 Enclave Parkway
Houston, TX 77077

281-368-4400
Fax  281-368-4401
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ethyl benzene or toluene  Hence, there is no affect on the data.  Four field duplicates were submitted for
analyses and results were within the TCEQ QAPP acceptance limits.  None of the data was qualified based
on field duplicate precision.

The laboratory reported results to the Method Quantitation Limit (in analytical report as PQL).  The
Maximum Concentration Level (MCL) for drinking water standards were below the laboratory’s PQL for the
following analytes: 1,2,3-trichloropropane, 1,2-dibromo-3-chloropropane, and 1,2-dibromoethane.  These are
not primary chemicals of concern at the Jones Road site.  The laboratory has provided a separate table with
Method Detection Limits (MDLs) and MQL/PQL.  The excel spreadsheet provide by LCRA laboratory
includes both the reporting limit (MQL) and MDL and these are reported in Table 1.  The laboratory MDLs
were still above the MCL for 1,2,3-trichloropropane and 1,2-dibromoethane.

The laboratory “J” flagged data between the MDL and PQL (estimated) and are included in Table 1.

The project data objectives were satisfied with these data sets. The only datum rejected  was styrene in
sample 0308176-06.   The completeness goal for styrene  was 97.4% (38 acceptable results out of 39
samples) .  The completeness goal for the other analytes was 100%.    Should you have questions or
comments regarding this matter, or if I can be of further assistance, please contact me at (281) 368-4408. 

Sincerely,

Diane Meyer
Senior Chemist

Attachment: Table 1 Sample Cross Reference and Data Qualifiers
Table 2  Data Review Qualifier  Definitions
Table 3  Data Review Qualifier Codes

cc Perry Mann
Ben Shields



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
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Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
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Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
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Jones Road Quarterly Monitoring
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
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Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
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Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 2,2-Dichloropropane E524.2 <0.5 µg/L UJ MS/SD L 0.5 PQL 0.042 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 2-Butanone E524.2 <5.0 µg/L UJ MS/SD L 5 PQL 0.133 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 2-Butanone E524.2 <5.0 µg/L UJ MS/SD L 5 PQL 0.133 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
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Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
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Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
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Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
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Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257

Page 21



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257

Page 23



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
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Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Chloromethane E524.2 1.4 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Chloromethane E524.2 0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A cis-1,2-Dichloroethene E524.2 0.7 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
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Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A cis-1,2-Dichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.062 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A cis-1,2-Dichloroethene E524.2 0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
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Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Ethylbenzene E524.2 0.4 µg/L J 0.5 PQL 0.04 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
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Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
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Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
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Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320

Page 35



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Styrene E524.2 <0.5 µg/L UJ MS/SD L 0.5 PQL 0.044 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Styrene E524.2 <0.5 µg/L R MS/SD L 0.5 PQL 0.044 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Tetrachloroethene E524.2 1.9 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Tetrachloroethene E524.2 1.7 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Tetrachloroethene E524.2 0.8 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Tetrachloroethene E524.2 0.9 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Tetrachloroethene E524.2 2.8 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Tetrachloroethene E524.2 3.2 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Tetrachloroethene E524.2 1.9 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Tetrachloroethene E524.2 0.5 µg/L J 0.5 PQL 0.056 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Tetrachloroethene E524.2 1.0 µg/L 0.5 PQL 0.056 MDL R21320
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Tetrachloroethene E524.2 0.8 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Tetrachloroethene E524.2 0.8 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257

Page 37



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Tetrachloroethene E524.2 1.1 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Tetrachloroethene E524.2 0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Tetrachloroethene E524.2 3.0 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Tetrachloroethene E524.2 2.9 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Toluene E524.2 0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Toluene E524.2 0.5 µg/L J 0.5 PQL 0.048 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Toluene E524.2 0.6 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21257
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Trichloroethene E524.2 0.3 µg/L J 0.5 PQL 0.048 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21257
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
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SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320

Page 42



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21257
Jones Road TC11132 8/8/2003 Drinking Water TC11132#1 (08-08-03) 0308178-32A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TO10835 8/7/2003 Drinking Water TO10835#1 (08-07-03) 0308178-24A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11118 8/8/2003 Drinking Water TC11118#1 (08-08-03) 0308178-33A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road Trip Blank 8/8/2003 Drinking Water Trip Blank 0308178-31A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11203 8/8/2003 Drinking Water TC11203#1 (08-08-03) 0308178-29A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TO11102 8/8/2003 Drinking Water TO11102#1 (08-08-03) 0308178-28A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road Trip Blank 8/7/2003 Drinking Water Trip Blank 0308178-30A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1-1 (08-08-0 0308178-27A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11206 8/7/2003 Drinking Water TC11206#1 (08-07-03) 0308178-26A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11130 8/8/2003 Drinking Water TC11130#1 (08-08-03) 0308178-34A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11214 8/7/2003 Drinking Water TC11214#1 (08-07-03) 0308178-25A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11126 8/8/2003 Drinking Water TC11126#1 (08-08-03) 0308178-35A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1 (08-08-03) 0308178-37A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11108 8/8/2003 Drinking Water TC11108#1-1 (08-08-0 0308178-38A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11110 8/8/2003 Drinking Water TC11110#1 (08-08-03) 0308178-39A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TC11106 8/8/2003 Drinking Water TC11106#1 (08-08-03) 0308178-36A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1-1  (08-07- 0308178-11A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TT11039 8/7/2003 Drinking Water TT11039#1 (08-07-03) 0308178-07A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TT11015 8/7/2003 Drinking Water TT11015#3 (08-07-03) 0308178-06A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TO11033 8/8/2003 Drinking Water TO11033#1 (08-08-03) 0308178-09A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1-1 (08-07-0 0308178-05A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11114 8/7/2003 Drinking Water TT11114#1 (08-07-03) 0308178-01A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11102 8/7/2003 Drinking Water TT11102#1 (08-07-03) 0308178-03A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11112 8/7/2003 Drinking Water TT11112#1 (08-07-03) 0308178-02A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11103 8/7/2003 Drinking Water TT11103#1 (08-07-03) 0308178-04A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TH11611 8/7/2003 Drinking Water TH11611#1 (08-07-03) 0308178-10A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TO11116 8/8/2003 Drinking Water TO11116#1 (08-08-03) 0308178-08A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1-1 (08-08-0 0308178-16A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11035 8/8/2003 Drinking Water TC11035#1 (08-08-03) 0308178-19A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#FB (08-08-03 0308178-17A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrix FieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TO10700 8/7/2003 Drinking Water TO10700#1 (08-07-03) 0308178-21A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TH11619 8/7/2003 Drinking Water TH11619#1 (08-07-03) 0308178-13A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11018 8/7/2003 Drinking Water TC11018#1 (08-07-03) 0308178-14A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TO10830 8/7/2003 Drinking Water TO10830#1 (08-07-03) 0308178-23A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11019 8/8/2003 Drinking Water TC11019#1 (08-08-03) 0308178-15A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TC11034 8/8/2003 Drinking Water TC11034#1 (08-08-03) 0308178-18A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TH11603 8/7/2003 Drinking Water TH11603#3 (08-07-03) 0308178-12A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road TO10727 8/7/2003 Drinking Water TO10727#1 (08-07-03) 0308178-22A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
Jones Road JR11655 8/7/2003 Drinking Water JR11655#1 (08-07-03) 0308178-20A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21257
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Table 2

   Data Validation Qualifier Definitions

QUALIFIER
DEFINITIONS

U The analyte was analyzed for, but was not detected above the level of the
associated value.  The associate value is either the sample quantitation limit or the
sample detection limit.

J
The associated value is an estimated quantity.

UJ
The material was analyzed for, but was not detected.  The associated value is an
estimate and may be inaccurate or imprecise.

R
The data are unusable.  (Note:  Analyte may or may not be present.)

1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic
Data Review, October 1999.



Table 3

Data Validation Qualifier Codes

QUALIFIER DATA QUALITY CONDITION

HT Holding time requirement was not met
MB Method blank or preparation blank contamination
LCS Laboratory control sample evaluation criteria not met
FB Field blank contamination
RB Rinsate blank contamination
FD Field duplicate evaluation criteria not met
SQL
P

Sample quantitation limit exceeds decision criteria (for nondetects)
Preservation requirements not met

organic
TUNE Instrument performance (tuning) criteria not met
P The detected concentration difference between the primary and

secondary column is greater than 25%.
ICAL Initial calibration evaluation criteria not met
CCAL Continuing calibration evaluation criteria not met
SUR Surrogate recovery outside acceptance range
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria
IS Internal standard evaluation criteria not met
ID Target compound identification criteria not met

H
Bias in sample result likely to be high

L Bias in sample result likely to be low
I Bias in sample result is indeterminate



September 30, 2003

Mr. Subhash Pal
Texas Commission on Environmental Quality Project Manager
Superfund Cleanup Section
12100 Park 35 Circle, Bldg. D
Austin, Texas 78753

RE:  Data Review of LCRA Analytical Data Package Number 0308219 - Jones Road Quarterly Ground
Water Monitoring

Dear Mr. Pal:

I have performed a data review of the above referenced LCRA laboratory data package in accordance with
the procedures presented in section D.2.1.2 of the Texas Commission on Environmental Quality (TCEQ)
Quality Assurance Project Plan (QAPP).   The analytical data package was reviewed for completeness in
comparison to Section A.9.2 of the TCEQ QAPP.   The attached Table 1 presents the sample identifiers
and associated laboratory identifiers for all samples in the above referenced analytical data package in
compliance with section 10000000 of the Technical Specifications, RI/FS Contract.

All samples with analyte results outside their respective quality control (QC) limits as specified by the
TCEQ QAPP, were identified in the laboratory review checklist.   Data for this specific analytical package
did not require qualification based on the results of the data review.  A summary of the sample data are
presented in the attached Table 1 using the qualifier codes as presented in Section D.1.1 of the TCEQ
QAPP.  This table complies with Section 1000000, fourth paragraph, Technical Specification, RI/FS
Contract.  The data codes are explained in Tables 2 and 3. 

LCRA did not include an exception report to the TCEQ checklist, but rather referenced the case narrative for
exceptions. The samples were analyzed for volatile organic compounds using drinking water method
EPA 524.2. 

For the volatiles, a laboratory control sample (LCS) and laboratory control sample duplicate (LCSD) were
analyzed.  The LCS and LCSD  were within quality control limits of 60% to 140%.  The precision for the
LCS/LSCD was within the TCEQ QAPP limit of 40%.  The matrix spike recoveries for the analytical batch
R21320 were outside quality control limits as follows:

• Batch R21320- the spiked sample was 0308176-32.  The MS recoveries were below 60% for 2,2-
dichloropropane (58.4%), styrene (44.8%), and 2-butanone (57.6%).   Since the selected matrix
spike sample was from another Jones Road data package, none of the samples in this package
required qualification.

The  trip blank associated with these samples contained bromodichloromethane, bromoform, chloroform,
and dibromochloromethane.   None of the samples in this data package contained these analytes.  Hence,
there is no affect on the data.  One field blank was submitted and it was free of contamination.  No field
duplicates were submitted.

Shaw Environmental, Inc.

1430 Enclave Parkway
Houston, TX 77077

281-368-4400
Fax  281-368-4401



The laboratory reported results to the Method Quantitation Limit (in analytical report as PQL).  The
Maximum Concentration Level (MCL) for drinking water standards were below the laboratory’s PQL for the
following analytes: 1,2,3-trichloropropane, 1,2-dibromo-3-chloropropane, and 1,2-dibromoethane.  These are
not primary chemicals of concern at the Jones Road site.  The laboratory has provided a separate table with
Method Detection Limits (MDLs) and MQL/PQL.  The excel spreadsheet provide by LCRA laboratory
includes both the reporting limit (MQL) and MDL and these are reported in Table 1.  The laboratory MDLs
were still above the MCL for 1,2,3-trichloropropane and 1,2-dibromoethane.

The laboratory “J” flagged data between the MDL and PQL (estimated) and are included in Table 1.

The project data objectives were satisfied with this data set.  None of the sample results were rejected nor
qualified.   The completeness goal was 100%.    Should you have questions or comments regarding this
matter, or if I can be of further assistance, please contact me at (281) 368-4408. 

Sincerely,

Diane Meyer
Senior Chemist

Attachment: Table 1 Sample Cross Reference and Data Qualifiers
Table 2  Data Review Qualifier  Definitions
Table 3  Data Review Qualifier Codes

cc Perry Mann
Ben Shields



Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifierCodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifierCodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Bromodichloromethane E524.2 2.0 µg/L 1 PQL 0.057 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Bromoform E524.2 5.7 µg/L 1 PQL 0.106 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Chloroform E524.2 0.9 µg/L J 1 PQL 0.061 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Dibromochloromethane E524.2 3.5 µg/L 1 PQL 0.039 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifierCodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Toluene E524.2 0.4 µg/L J 0.5 PQL 0.048 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Total Trihalomethanes E524.2 11.3 µg/L 1 PQL 0.314 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1-FB (08-12- 0308219-02A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones RoadFV11202 8/12/2003 Drinking WaterFV11202#1 (08-12-03) 0308219-01A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
Jones Road 8/12/2003 Drinking WaterTrip Blank 0308219-03A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21320
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Table 2

   Data Validation Qualifier Definitions

QUALIFIER
DEFINITIONS

U The analyte was analyzed for, but was not detected above the level of the
associated value.  The associate value is either the sample quantitation limit or the
sample detection limit.

J
The associated value is an estimated quantity.

UJ
The material was analyzed for, but was not detected.  The associated value is an
estimate and may be inaccurate or imprecise.

R
The data are unusable.  (Note:  Analyte may or may not be present.)

1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic
Data Review, October 1999.



Table 3

Data Validation Qualifier Codes

QUALIFIER DATA QUALITY CONDITION

HT Holding time requirement was not met
MB Method blank or preparation blank contamination
LCS Laboratory control sample evaluation criteria not met
FB Field blank contamination
RB Rinsate blank contamination
FD Field duplicate evaluation criteria not met
SQL
P

Sample quantitation limit exceeds decision criteria (for nondetects)
Preservation requirements not met

organic
TUNE Instrument performance (tuning) criteria not met
P The detected concentration difference between the primary and

secondary column is greater than 25%.
ICAL Initial calibration evaluation criteria not met
CCAL Continuing calibration evaluation criteria not met
SUR Surrogate recovery outside acceptance range
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria
IS Internal standard evaluation criteria not met
ID Target compound identification criteria not met

H
Bias in sample result likely to be high

L Bias in sample result likely to be low
I Bias in sample result is indeterminate



September 29, 2003

Mr. Subhash Pal
Texas Commission on Environmental Quality Project Manager
Superfund Cleanup Section
12100 Park 35 Circle, Bldg. D
Austin, Texas 78753

RE:  Certification of Completion for Data Validation of STL Analytical Data Package Number 260185 -
Jones Road  Ground Water Plume Superfund Site

Dear Mr. Pal:

I have performed a data validation in accordance with the procedures presented in section D.2.1.3 of the
Texas Commission on Environmental Quality (TCEQ) Quality Assurance Project Plan (QAPP). 

The analytical data package was reviewed for completeness in comparison to Section A.9.2 of the TCEQ
QAPP.   The attached Table 1 presents the sample identifiers and associated laboratory identifiers for all
samples in the above referenced analytical data package in compliance with section 10000000 of the
Technical Specifications, RI/FS Contract.  Table 1 also includes the QC batch numbers for all samples in
the above referenced analytical data packages in compliance with section 10.070000 of the Technical
Specifications RI/FS Contract

Data validation is implemented to provide a quality check on the laboratory system generating the data. 
The data validation process consisted of reviewing supplemental raw data supplied with the analytical data
package.  The supplemental raw data included the following:

• Initial calibration for the method including all raw data for each calibration standard and the quantitation
report for the calibration.

• Continuing calibration data for the method including raw data for the calibration standard and the
quantitation report for the calibration.

• Tuning results for the GC/MS.
• Instrument run logs documenting the laboratory analysis of the samples.
• All raw data for each sample reported in the analytical data package.

All samples with analyte results outside their respective quality control (QC) limits as specified by the
TCEQ QAPP, were identified in the laboratory review checklist (LRC).  However, the LRC indicated that all
the continuing calibrations (CCALs) were within quality control limits.  The validation of this package
revealed that the laboratory control limits for percent deviation of the CCALs was 40%.  The TCEQ QAPP
specifies the percent deviation of the CCAL as 20%.  The National Functional Guidelines states that any
CCAL above 25% deviation should be qualified.  Therefore, the following analytes were qualified estimated
(UJ for non-detects and J for detects) with qualifier code CCAL-I: dichlorodifluoromethane (40%),
chloromethane (40%), bromomethane (30%), carbon disulfide (30%), 1,2,3-trichlorobenzene (30%), and
naphthalene (30%).  There were no continuing calibration deviations with recoveries between 20% and 25%.

Shaw Environmental, Inc.

1430 Enclave Parkway
Houston, TX 77077

281-368-4400
Fax  281-368-4401



Selected data for this specific analytical package were required to be qualified based on the results of the
data validation.  Sample data that was qualified and reasons for qualification are presented in the attached
Table 1 using the codes as presented in Section D.1.1 of the TCEQ QAPP.  This table complies with
Section 1000000, fourth paragraph, Technical Specification, RI/FS Contract.  The data codes are explained
in Tables 2 and 3. The coded data in Table 1 includes the qualifications based on the data review and the
data validation.

The laboratory “J” flagged data between the MDL and PQL (estimated) and are included in Table 1.

The data validation did not indicate any unsatisfactory performances by the laboratory, except for the
continuing calibration limits.  The laboratory appears to have an adequate QA system in place that is
designed to ensure the accurate reporting of analytical results generated by the laboratory.  Calibration
criteria were reviewed for accuracy.  No transcription or calculation errors were found.  All data validation
criteria were within the control limits as specified in the TCEQ QAPP, except for the continuing calibration
control limit.   The recovery criteria for data validation as specified in the TCEQ was 60% to 140% for
organic analytes.

The project data objectives were satisfied with these data sets.  None of the data has been rejected,
although some analytes were qualified.   Should you have questions or comments regarding this matter, or
if I can be of further assistance, please contact me at (281) 368-4408. 

Sincerely,

Diane Meyer
Senior Chemist

Attachment: Table 1 Sample Cross Reference and Data Qualifiers with Batch Numbers
Table 2  Data Review Qualifier  Definitions
Table 3  Data Review Qualifier Codes

cc Perry Mann
Ben Shields



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-001 TRIP BLANK Water 9/2/2003 0:00 1-Chlorohexane 0.99 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Cyclohexane 1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methylcyclohexane 0.96 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Benzene 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromobenzene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromochloromethane 0.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromodichloromethane 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromoform 0.18 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-001 TRIP BLANK Water 9/2/2003 0:00 n-Butylbenzene 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 sec-Butylbenzene 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 tert-Butylbenzene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Carbon Tetrachloride 0.08 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chlorobenzene 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chloroethane 0.17 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chloroform 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-001 TRIP BLANK Water 9/2/2003 0:00 o-Chlorotoluene 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 p-Chlorotoluene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Dibromochloromethane 0.17 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Dibromomethane 0.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1-Dichloroethane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dichloroethane 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1-Dichloroethene 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dichloropropane 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,3-Dichloropropane 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 2,2-Dichloropropane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1-Dichloropropene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Ethylbenzene 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Hexachlorobutadiene 0.32 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 p-Isopropyltoluene 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methylene Chloride 0.69 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-001 TRIP BLANK Water 9/2/2003 0:00 n-Propylbenzene 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Styrene 0.45 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Tetrachloroethene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Toluene 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,4-Trichlorobenzene 0.28 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Trichloroethene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Trichlorofluoromethane 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Vinyl Chloride 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Acetone 1.24 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-001 TRIP BLANK Water 9/2/2003 0:00 m,p-Xylene 0.34 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 o-Xylene 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 2-Hexanone 0.27 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methyl tert-Butyl ether 1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methyl Acetate 1.93 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1-Chlorohexane 0.99 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Cyclohexane 1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methylcyclohexane 0.96 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Benzene 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromobenzene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromochloromethane 0.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromodichloromethane 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromoform 0.18 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 n-Butylbenzene 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 sec-Butylbenzene 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 tert-Butylbenzene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Carbon Tetrachloride 0.08 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chlorobenzene 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chloroethane 0.17 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chloroform 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 o-Chlorotoluene 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 p-Chlorotoluene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Dibromochloromethane 0.17 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Dibromomethane 0.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1-Dichloroethane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dichloroethane 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1-Dichloroethene 0.13 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dichloropropane 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,3-Dichloropropane 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 2,2-Dichloropropane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1-Dichloropropene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Ethylbenzene 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Hexachlorobutadiene 0.32 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 p-Isopropyltoluene 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methylene Chloride 0.69 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 n-Propylbenzene 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Styrene 0.45 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Tetrachloroethene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Toluene 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Trichloroethene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Trichlorofluoromethane 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Vinyl Chloride 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Acetone 3.2 ug/L 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 m,p-Xylene 0.34 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 o-Xylene 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 2-Hexanone 0.27 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methyl tert-Butyl ether 1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methyl Acetate 1.93 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1-Chlorohexane 20 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Cyclohexane 20 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methylcyclohexane 19 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Benzene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromobenzene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromochloromethane 3.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromodichloromethane 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromoform 3.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromomethane 7.6 ug/L U 82935 UJ CCAL I
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 n-Butylbenzene 3.2 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 sec-Butylbenzene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 tert-Butylbenzene 2.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Carbon Tetrachloride 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chlorobenzene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chloroethane 3.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chloroform 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chloromethane 2 ug/L U 82935 UJ CCAL I
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 o-Chlorotoluene 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 p-Chlorotoluene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Dibromochloromethane 3.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dibromo-3-chloropropane 11 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dibromoethane (EDB) 3.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Dibromomethane 3.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dichlorobenzene 2.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,3-Dichlorobenzene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,4-Dichlorobenzene 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Dichlorodifluoromethane 2.6 ug/L U 82935 UJ CCAL I
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1-Dichloroethane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dichloroethane 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1-Dichloroethene 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 cis-1,2-Dichloroethene 381 ug/L 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 trans-1,2-Dichloroethene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dichloropropane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,3-Dichloropropane 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 2,2-Dichloropropane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1-Dichloropropene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Ethylbenzene 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Hexachlorobutadiene 6.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Isopropylbenzene (Cumene) 2.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 p-Isopropyltoluene 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methylene Chloride 14 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Naphthalene 23.8 ug/L U 82935 UJ CCAL I
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 n-Propylbenzene 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Styrene 9 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,1,2-Tetrachloroethane 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,2,2-Tetrachloroethane 4.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Tetrachloroethene 3810 ug/L 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Toluene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,3-Trichlorobenzene 11 ug/L U 82935 UJ CCAL I
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,4-Trichlorobenzene 5.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,1-Trichloroethane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,2-Trichloroethane 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Trichloroethene 184 ug/L 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Trichlorofluoromethane 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,4-Trimethylbenzene 4.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,3,5-Trimethylbenzene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,3-Trichloropropane 5.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Vinyl Chloride 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Acetone 24.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Carbon Disulfide 1 ug/L U 82935 UJ CCAL I



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 m,p-Xylene 6.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 o-Xylene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 cis-1,3-Dichloropropene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 trans-1,3-Dichloropropene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methyl Ethyl Ketone (2-Butanone) 7.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 2-Hexanone 5.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 4-Methyl-2-pentanone (MIBK) 7.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methyl tert-Butyl ether 20 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Trichlorotrifluoroethane 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methyl Acetate 38.6 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1-Chlorohexane 0.99 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Cyclohexane 1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methylcyclohexane 0.96 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Benzene 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromobenzene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromochloromethane 0.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromodichloromethane 5.04 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromoform 0.18 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-004 DECON #4 Water 9/2/2003 12:10 n-Butylbenzene 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 sec-Butylbenzene 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 tert-Butylbenzene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Carbon Tetrachloride 0.08 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chlorobenzene 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chloroethane 0.17 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chloroform 8.21 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-004 DECON #4 Water 9/2/2003 12:10 o-Chlorotoluene 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 p-Chlorotoluene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Dibromochloromethane 2.35 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Dibromomethane 0.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-004 DECON #4 Water 9/2/2003 12:10 1,1-Dichloroethane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dichloroethane 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1-Dichloroethene 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dichloropropane 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,3-Dichloropropane 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 2,2-Dichloropropane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1-Dichloropropene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Ethylbenzene 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Hexachlorobutadiene 0.32 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 p-Isopropyltoluene 0.14 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-004 DECON #4 Water 9/2/2003 12:10 Methylene Chloride 0.69 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-004 DECON #4 Water 9/2/2003 12:10 n-Propylbenzene 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Styrene 0.45 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Tetrachloroethene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Toluene 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Trichloroethene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Trichlorofluoromethane 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Vinyl Chloride 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Acetone 4.42 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-004 DECON #4 Water 9/2/2003 12:10 m,p-Xylene 0.34 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 o-Xylene 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 2-Hexanone 0.27 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methyl tert-Butyl ether 1.68 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methyl Acetate 1.93 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1-Chlorohexane 0.99 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Cyclohexane 1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methylcyclohexane 0.96 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Benzene 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromobenzene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromochloromethane 0.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromodichloromethane 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromoform 0.18 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-005 CPT #10-29 Water 9/2/2003 12:40 n-Butylbenzene 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 sec-Butylbenzene 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 tert-Butylbenzene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Carbon Tetrachloride 0.08 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chlorobenzene 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chloroethane 0.17 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chloroform 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-005 CPT #10-29 Water 9/2/2003 12:40 o-Chlorotoluene 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 p-Chlorotoluene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Dibromochloromethane 0.17 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas
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260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Dibromomethane 0.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1-Dichloroethane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dichloroethane 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1-Dichloroethene 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dichloropropane 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,3-Dichloropropane 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 2,2-Dichloropropane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1-Dichloropropene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Ethylbenzene 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Hexachlorobutadiene 0.32 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 p-Isopropyltoluene 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methylene Chloride 0.69 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-005 CPT #10-29 Water 9/2/2003 12:40 n-Propylbenzene 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Styrene 0.45 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Tetrachloroethene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Toluene 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Trichloroethene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Trichlorofluoromethane 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Vinyl Chloride 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Acetone 2.98 ug/L 82935 U RB/FB H
260185-005 CPT #10-29 Water 9/2/2003 12:40 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-005 CPT #10-29 Water 9/2/2003 12:40 m,p-Xylene 0.34 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 o-Xylene 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 2-Hexanone 0.27 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methyl tert-Butyl ether 1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methyl Acetate 1.93 ug/L U 82935
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260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1-Chlorohexane 0.99 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Cyclohexane 1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methylcyclohexane 0.96 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Benzene 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromobenzene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromochloromethane 0.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromodichloromethane 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromoform 0.18 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 n-Butylbenzene 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 sec-Butylbenzene 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 tert-Butylbenzene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Carbon Tetrachloride 0.08 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chlorobenzene 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chloroethane 0.17 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chloroform 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 o-Chlorotoluene 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 p-Chlorotoluene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Dibromochloromethane 0.17 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Dibromomethane 0.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1-Dichloroethane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dichloroethane 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1-Dichloroethene 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dichloropropane 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,3-Dichloropropane 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 2,2-Dichloropropane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1-Dichloropropene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Ethylbenzene 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Hexachlorobutadiene 0.32 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 p-Isopropyltoluene 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methylene Chloride 0.69 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 n-Propylbenzene 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Styrene 0.45 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Tetrachloroethene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Toluene 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,4-Trichlorobenzene 0.28 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Trichloroethene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Trichlorofluoromethane 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Vinyl Chloride 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Acetone 9.82 ug/L 82935 U RB/FB H
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 m,p-Xylene 0.34 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 o-Xylene 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 2-Hexanone 0.27 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methyl tert-Butyl ether 1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methyl Acetate 1.93 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1-Chlorohexane 0.99 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Cyclohexane 1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methylcyclohexane 0.96 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Benzene 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromobenzene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromochloromethane 0.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromodichloromethane 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromoform 0.18 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 n-Butylbenzene 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 sec-Butylbenzene 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 tert-Butylbenzene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Carbon Tetrachloride 0.08 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chlorobenzene 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chloroethane 0.17 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chloroform 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 o-Chlorotoluene 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 p-Chlorotoluene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Dibromochloromethane 0.17 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Dibromomethane 0.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1-Dichloroethane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dichloroethane 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1-Dichloroethene 0.13 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas
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260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dichloropropane 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,3-Dichloropropane 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 2,2-Dichloropropane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1-Dichloropropene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Ethylbenzene 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Hexachlorobutadiene 0.32 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 p-Isopropyltoluene 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methylene Chloride 0.69 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 n-Propylbenzene 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Styrene 0.45 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Tetrachloroethene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Toluene 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Trichloroethene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Trichlorofluoromethane 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Vinyl Chloride 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Acetone 6.58 ug/L 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 m,p-Xylene 0.34 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 o-Xylene 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 2-Hexanone 0.27 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methyl tert-Butyl ether 1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methyl Acetate 1.93 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1-Chlorohexane 0.99 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Cyclohexane 1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methylcyclohexane 0.96 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Benzene 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromobenzene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromochloromethane 0.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromodichloromethane 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromoform 0.18 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-008 CPT #27-40 Water 9/2/2003 17:20 n-Butylbenzene 0.16 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site
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260185-008 CPT #27-40 Water 9/2/2003 17:20 sec-Butylbenzene 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 tert-Butylbenzene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Carbon Tetrachloride 0.08 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chlorobenzene 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chloroethane 0.17 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chloroform 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-008 CPT #27-40 Water 9/2/2003 17:20 o-Chlorotoluene 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 p-Chlorotoluene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Dibromochloromethane 0.17 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Dibromomethane 0.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1-Dichloroethane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dichloroethane 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1-Dichloroethene 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dichloropropane 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,3-Dichloropropane 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 2,2-Dichloropropane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1-Dichloropropene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Ethylbenzene 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Hexachlorobutadiene 0.32 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 p-Isopropyltoluene 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methylene Chloride 0.69 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-008 CPT #27-40 Water 9/2/2003 17:20 n-Propylbenzene 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Styrene 0.45 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Tetrachloroethene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Toluene 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Trichloroethene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Trichlorofluoromethane 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Vinyl Chloride 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Acetone 1.24 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Carbon Disulfide 11.4 ug/L 82935 J CCAL I
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260185-008 CPT #27-40 Water 9/2/2003 17:20 m,p-Xylene 0.34 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 o-Xylene 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 2-Hexanone 0.27 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methyl tert-Butyl ether 154 ug/L 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methyl Acetate 1.93 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1-Chlorohexane 0.99 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Cyclohexane 1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methylcyclohexane 0.96 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Benzene 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromobenzene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromochloromethane 0.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromodichloromethane 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromoform 0.18 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-009 CPT #27-63 Water 9/2/2003 18:05 n-Butylbenzene 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 sec-Butylbenzene 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 tert-Butylbenzene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Carbon Tetrachloride 0.08 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chlorobenzene 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chloroethane 0.17 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chloroform 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-009 CPT #27-63 Water 9/2/2003 18:05 o-Chlorotoluene 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 p-Chlorotoluene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Dibromochloromethane 0.17 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Dibromomethane 0.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1-Dichloroethane 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dichloroethane 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1-Dichloroethene 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dichloropropane 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,3-Dichloropropane 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 2,2-Dichloropropane 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1-Dichloropropene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Ethylbenzene 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Hexachlorobutadiene 0.32 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 p-Isopropyltoluene 0.14 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methylene Chloride 0.69 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-009 CPT #27-63 Water 9/2/2003 18:05 n-Propylbenzene 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Styrene 0.45 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Tetrachloroethene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Toluene 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Trichloroethene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Trichlorofluoromethane 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Vinyl Chloride 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Acetone 4.07 ug/L 82935 U RB/FB H
260185-009 CPT #27-63 Water 9/2/2003 18:05 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-009 CPT #27-63 Water 9/2/2003 18:05 m,p-Xylene 0.34 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 o-Xylene 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 2-Hexanone 0.27 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methyl tert-Butyl ether 2.72 ug/L 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methyl Acetate 1.93 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1-Chlorohexane 0.99 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Cyclohexane 1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methylcyclohexane 0.96 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Benzene 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromobenzene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromochloromethane 0.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromodichloromethane 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromoform 0.18 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromomethane 0.38 ug/L U 82935 UJ CCAL I
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 n-Butylbenzene 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 sec-Butylbenzene 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 tert-Butylbenzene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Carbon Tetrachloride 0.08 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chlorobenzene 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chloroethane 0.17 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chloroform 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chloromethane 0.1 ug/L U 82935 UJ CCAL I
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 o-Chlorotoluene 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 p-Chlorotoluene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Dibromochloromethane 0.17 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Dibromomethane 0.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Dichlorodifluoromethane 0.13 ug/L U 82935 UJ CCAL I
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1-Dichloroethane 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dichloroethane 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1-Dichloroethene 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dichloropropane 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,3-Dichloropropane 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 2,2-Dichloropropane 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1-Dichloropropene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Ethylbenzene 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Hexachlorobutadiene 0.32 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 p-Isopropyltoluene 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methylene Chloride 0.69 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Naphthalene 1.19 ug/L U 82935 UJ CCAL I
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 n-Propylbenzene 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Styrene 0.45 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Tetrachloroethene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Toluene 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,3-Trichlorobenzene 0.55 ug/L U 82935 UJ CCAL I
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Trichloroethene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Trichlorofluoromethane 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Vinyl Chloride 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Acetone 4.29 ug/L 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Carbon Disulfide 0.07 ug/L U 82935 UJ CCAL I
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 m,p-Xylene 0.34 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 o-Xylene 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 2-Hexanone 0.27 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methyl tert-Butyl ether 1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methyl Acetate 1.93 ug/L U 82935



Table 2

   Data Validation Qualifier Definitions

QUALIFIER
DEFINITIONS

U The analyte was analyzed for, but was not detected above the level of the
associated value.  The associate value is either the sample quantitation limit or the
sample detection limit.

J
The associated value is an estimated quantity.

UJ
The material was analyzed for, but was not detected.  The associated value is an
estimate and may be inaccurate or imprecise.

R
The data are unusable.  (Note:  Analyte may or may not be present.)

1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic
Data Review, October 1999.



Table 3

Data Validation Qualifier Codes

QUALIFIER DATA QUALITY CONDITION

HT Holding time requirement was not met
MB Method blank or preparation blank contamination
LCS Laboratory control sample evaluation criteria not met
FB Field blank contamination
RB Rinsate blank contamination
FD Field duplicate evaluation criteria not met
SQL
P

Sample quantitation limit exceeds decision criteria (for nondetects)
Preservation requirements not met

organic
TUNE Instrument performance (tuning) criteria not met
P The detected concentration difference between the primary and

secondary column is greater than 25%.
ICAL Initial calibration evaluation criteria not met
CCAL Continuing calibration evaluation criteria not met
SUR Surrogate recovery outside acceptance range
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria
IS Internal standard evaluation criteria not met
ID Target compound identification criteria not met

H
Bias in sample result likely to be high

L Bias in sample result likely to be low
I Bias in sample result is indeterminate



Data Usability Summary Report 
 

August  2003 Sampling Event 
Jones Road Superfund Site 

Harris County, Texas 
 
 
 

October  2003 
 
 
 
 

Shaw Environmental, Inc. 
 

 Project Number 100249 
 
 
 

Prepared For: 
 

Subhash Pal 
Texas Commission of Environmental Quality 

Project  Manager 
 
 
 
 

Prepared By: 
 

Shaw Environmental, Inc. 
 
 

Author:  Diane Meyer 
 
 
 
 



 
JONES RD DUS QUART AUG 2003 LCRA.DOC ii 

TABLE OF CONTENTS 
 
1.  INTRODUCTION................................................................................................................................... 1-1 
 
2.  LABORATORY REVIEW CRITERIA..................................................................................................... 2-1 

2.1 Holding Times .................................................................................................................. 2-1 
2.2 Method Blanks.................................................................................................................. 2-1 
2.3 Surrogate Recoveries.......................................................................................................2-1 
2.4 Laboratory Control Sample/laboratory Control Sample Duplicate.................................... 2-1 
2.4 Matrix Spike/Matrix Spike Duplicate................................................................................. 2-1 

 
3.  FIELD DATA REVIEW CRITERIA ........................................................................................... 3-1 
3.1 Field Blanks...................................................................................................................... 3-1 
3.2 Field Duplicate Results ....................................................................................................3-1 

 
4.  VALIDATION  REVIEW  CRITERIA...................................................................................................... 4-1 
 
5.  DATA REVIEW  RESULTS................................................................................................................... 5-1 

5.1 Laboratory Data Package Review.................................................................................... 5-1 
5.1.1 Holding Times ..................................................................................................... 5-1 
5.1.2 Method Blanks .................................................................................................... 5-1 
5.1.3 Surrogates........................................................................................................... 5-1 
5.1.4 Laboratory Control Sample ................................................................................. 5-1 
5.1.5 Matrix Spike/Matrix Spike Duplicate.................................................................... 5-1 

5.2 Field Data Review ............................................................................................................ 5-2 
5.2.1 Field Duplicates................................................................................................... 5-2 
5.2.2 Field Blanks and Trip Blanks............................................................................... 5-2 

 
6.  DATA VALIDATION RESULTS............................................................................................................. 6-1 
 
7.  OVERALL ASSESSMENT .................................................................................................................... 7-1 

7.1 Accuracy........................................................................................................................... 7-1 
7.2 Precision........................................................................................................................... 7-1 
7.3 Completeness .................................................................................................................. 7-1 
7.4 Representativeness.......................................................................................................... 7-1 
7.5 Comparability ................................................................................................................... 7-1 
7.6 Sensitivity ......................................................................................................................... 7-2 

 
8.  DATA USABILITY RELATIVE TO PROJECT OBJECTIVES................................................................ 8-1 

8.1 Sample Quantitation Limits and Decision Criteria Comparison ....................................... 8-1 
8.2 Effects of Potential Biases and Imprecision on Usability of the Data............................... 8-1 

 
9.  POTENTIAL ADDITIONAL DATA USES AND LIMITATIONS.............................................................. 9-1 
 
10.  CORRECTIVE ACTIONS AND WORKPLAN DEVIATIONS............................................................. 10-1 

10.1 QAPP and Sampling Plan Corrective Action ................................................................. 10-1 
10.2 QAPP/Sampling Plan Modifications ............................................................................... 10-1 

 
11.  REJECTED DATA AND PROJECT CONSEQUENCES................................................................... 11-1 
 
12.  CONCLUSIONS................................................................................................................................ 12-1 
 



 
JONES RD DUS QUART AUG 2003 LCRA.DOC iii 

LIST OF TABLES 
 
Table 1-1 Summary of Analytical Data Packages 
Table 1-2  Data Validation Qualifier Definitions 

Table 1-3 Data Validation Qualifier Codes 
 
APPENDICES 
 
Appendix 1 Summary of Analytical Results with Data Qualifiers 
Appendix 2 Laboratory Data Packages 



 
JONES RD DUS QUART AUG 2003 LCRA.DOC −1 

1.  INTRODUCTION 
 
Results for groundwater samples presented in five data packages were reviewed for the Jones Road 
Ground Water Plume project (the Site).  One data package (0308120) was selected by TCEQ for data 
validation.  The data packages were for the groundwater sampling event that occurred in August  2003.  
One hundred forty-one (141) groundwater samples, 18 field duplicate samples and 6  field blank sample 
were analyzed by LCRA Environmental Laboratory Services, in accordance with the approved Site Work 
Plan and the analytical methods specified on the Chain of Custody (COC) documentation.  The analytes 
requested for water samples were Volatile Organic Compounds (VOCs) by Environmental Protection 
Agency (EPA) Method 524.2, metals (calcium, iron, magnesium, and manganese) by EPA 200.7, sulfide 
by EPA 376.2, and sulfate by EPA 300.0. 
 
Table 1-1 presents a summary of the laboratory data packages that were evaluated.  The Texas 
Commission on Environmental Quality (TCEQ) Quality Assurance Project Plan (QAPP), document # 
200919.2, does not specifically present quality quantitative acceptance limits for the EPA methods 
specified above.  Therefore, the data were evaluated against the quantitative acceptance criteria  given in 
the EPA methodologies for number of surrogates, calibration and tuning criteria.  For the data quality 
assurance parameters of accuracy and precision the limits were compared to the guidelines in Table D-1 
of the TCEQ QAPP.  The data were also evaluated for fulfillment of the data quality assurance parameters 
of sensitivity, representativeness, completeness. and comparability by evaluating the data basis on the 
project objectives as stated in the Site Work Plan. 

 
Table 1-1 

Summary of Analytical Data Packages 
 

 
Laboratory Analytical 

Package Identifier 

 
Number of 

Groundwater Samples 

 
Number of Field 

Duplicates 

 
Number of Field 

Blanks 
 

0308082 
 

40 
 

3 
 

2 
 

0308120 
 

42 
 

6 
 

1 
 

0303152 
 

26 
 

5 
 

1 
 

0308178 
 

32 
 

4 
 

1 
 

0308219 
 

1 
 

0 
 

1 
 
 
In accordance with the TCEQ QAPP, a review of all five data packages and a validation of one package 
was conducted independent of the laboratory.  The review consisted of an evaluation of laboratory 
performance criteria as compared to the performance criteria specified in the EPA methodology, an 
evaluation of sample-specific criteria included in the laboratory data package in accordance with the 
TCEQ Work Plan, and validation of calculations and data transcription using the EPA methodology.  
Additional guidance was obtained from the October 1999 USEPA National Functional Guidelines for 
Organic Data Review (Functional Guidelines).  The independent data review included three levels of data 
review conducted on the laboratory data packages.  These three levels of review are summarized below. 
 
The first level of review consisted of an evaluation of the laboratory performance criteria based on the 
performance criteria specified in the EPA methodologies.  The laboratory performance parameters 
evaluated include: laboratory control sample and laboratory control sample duplicate (LCS/LCSD) 
analysis, and method blank analysis.   
The second level of review consisted of an evaluation of the sample-specific criteria included in the 
laboratory data package and an evaluation of the field data being used to make project decisions.  The 
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sample specific evaluation parameters include:  holding times, field blank contamination, matrix 
spike/matrix spike duplicate (MS/MSD) results if applicable, and field duplicate result agreement.  Both 
field duplicates and field blanks were collected for use in decision making for this project. 
 
The third level of review consisted of validation back to the raw data for evaluation of laboratory 
performance related to October 13, 2003initial calibration procedures and results,  continuing calibration 
procedures and results, calculations, data transcription, chromatographic and mass spectrometric 
performance.  All results for the samples in data package 0308120  were validated. 
 
These three types of review procedures are described further in Sections 2.0, 3.0, and 4.0 of this Data 
Useability Summary report, respectively.  The results of the data review and validation are presented in 
Sections 5.0 and 6.0, respectively.  An overall assessment of the data relative to the quantitative and 
qualitative data quality assurance parameters is provided in Section 7.0.  Section 8.0 presents an 
evaluation of the quality and usability of the data with respect to making project decisions and is the 
written record of the reconciliation of the analytical data with the end use of the data and project objectives 
specified in the TCEQ QAPP.  Section 8.0 also contains specific discussions on the quality and usability of 
the analytical data for making specific project decisions. 
 
Following the specifications in the TCEQ QAPP related to the data validation process, the data reviewer 
annotated validation qualifiers (“U”, “J”, “UJ” and “R”) and associated qualifier and bias codes on the 
analytical data sheets.  Table 1-2 provides definitions of the data qualifiers issued, and Table 1-3 lists and 
defines the data qualifier and bias codes.  The purpose of the qualifier codes is to provide information with 
regard to the data quality condition(s) that resulted in the assigned qualification.  The bias code provides 
an indication of the direction of the bias in the results qualified as estimated, based on the data quality 
condition(s) that resulted in the data qualification and the results of the other associated quality control 
analyses.  A hyphen and then the applicable bias code follow the data qualifier codes.  For example, a 
result qualified as estimated due to a holding time exceedance, which resulted in a potential low bias in 
the result, has the following code annotated on the data sheet, “J-HT-L”.  In the case of multiple data 
quality conditions resulting in qualification, each qualifier code is listed and separated by a comma.  For 
example, a result qualified as estimated due to low matrix spike recovery and poor field duplicate precision 
would have the following codes annotated on the data sheet, “J-MS,FD-L”.  Where discernible from the 
data, an estimate of the magnitude of the potential bias is included prior to the bias code. 
 

Table 1-2   Data Validation Qualifier Definitions 
  

QUALIFIER 
 
DEFINITIONS1  

U 
 
The analyte was analyzed for, but was not detected above the level of the 
associated value.  The associate value is either the sample quantitation limit or the 
ample detection limit. s 

J 
  
The associated value is an estimated quantity.  

UJ 
  
The material was analyzed for, but was not detected.  The associated value is an 
stimate and may be inaccurate or imprecise. e 

R 
  
The data are unusable.  (Note:  Analyte may or may not be present.) 

 
1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic 

Data Review, October 1999. 
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Table 1-3   Data Validation Qualifier Codes 

  
QUALIFIER 
CODE 

  
DATA QUALITY CONDITION 

RESULTING IN ASSIGNED QUALIFICATION  
General Use 

 
 

HT Holding time requirement was not met 
MB Method blank or preparation blank contamination 
LCS Laboratory control sample evaluation criteria not met 
FB Field blank contamination 
RB Rinsate blank contamination 
FD Field duplicate evaluation criteria not met 
SQL 
P 

Sample quantitation limit exceeds decision criteria (for nondetects) 
Preservation requirements not met 

Organic Methods  
TUNE Instrument performance (tuning) criteria not met 
P The detected concentration difference between the primary and 

secondary column is greater than 25%. 
ICAL Initial calibration evaluation criteria not met 
CCAL Continuing calibration evaluation criteria not met 
SUR Surrogate recovery outside acceptance range 
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision 
IS Internal standard evaluation criteria not met 
ID Target compound identification criteria not met  
 

  
BIAS DIRECTION  

H 
  
Bias in sample result likely to be high 

L Bias in sample result likely to be low 
I Bias in sample result is indeterminate 
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2.  LABORATORY REVIEW CRITERIA 
 
The analytical laboratory reports included a Laboratory Review Checklist  as required in the TCEQ QAPP, 
but did not include an exceptions report.  The exceptions were covered in the case narrative.  The 
laboratory performance criteria evaluated include: holding times, method blank results, surrogate 
recoveries, LCS/LCSD and MS/MSD results. 
 
2.1 Holding Times 
 
Holding times were calculated by computing the difference between the sample collection date found on 
the Chain-of-Custody form and the sample analysis date found on sample test reports (i.e., sample 
analytical data sheets).  The holding times were compared to the holding time requirements contained in 
the TCEQ QAPP. 
 
2.2 Method Blanks 
 
The methodology contains the QC acceptance criteria for method blanks  for the analytical method 
required for the project.  All method blanks were reviewed for compliance with the acceptance criteria. 
  
2.3 Surrogate Recoveries 
 
The methodology requires that all standards, samples and QC samples be spiked with surrogates.  The 
acceptance criteria for surrogates is stated in the method.  All surrogates were reviewed for compliance 
with the acceptance criteria. 
 
2.4 Laboratory Control Sample/laboratory Control Sample Duplicate 
 
The method contains the QC acceptance criteria for a laboratory fortified blank also known as a LCS.  The 
laboratory routinely ran the LCS in duplicate to produce both precision and accuracy data. 
 
2.4 Matrix Spike/Matrix Spike Duplicate 
   
Data associated with matrix spike recoveries outside the acceptance range were qualified as follows in 
accordance with Functional Guidelines.  If the matrix spike recovery for an analyte was >140% (organics) 
or > 130% (inorganics), suggesting a potential high bias in reported results, all positive results for that 
analyte in the data package were qualified as estimated (“J”) whereas non-detect results were considered 
to be acceptable for use without qualification.  If the matrix spike recovery for an analyte was < 60% 
(organics) or < 70% (inorganics) but > 10% (organics) or > 30% (inorganics), suggesting a potential low 
bias in reported results, positive and non-detect results for that analyte in all samples were qualified as 
estimated (“J” or “UJ”).  If the matrix spike recovery for an analyte was < 10% (organics) or < 30% 
(inorganics), non-detect sample results would be considered to be unusable (“R”) per Functional 
Guidelines guidance.  Positive results would be qualified estimated (“J”). 
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3.  FIELD DATA REVIEW CRITERIA 

The sample specific criteria evaluated for the data package summary forms include:  holding times, field 
blank and field duplicate result agreement.  The subsections below discuss how each of these sample 
specific parameters was evaluated.  No field analytical data were collected during this phase of the 
project; all analytical data were generated by a fixed laboratory.  Therefore, no field data review criteria are 
specified in this data useability summary. 

3.1 Field Blanks 

Field blanks were reviewed.  Sample results for analytes detected in an associated blank at 
concentrations less than five times the blank concentration were qualified as non-detect (“U”).  

3.2 Field Duplicate Results 

Results for field duplicate sample analyses were compared to the following concentration-dependent 
acceptance criteria.  The Relative Percent Difference (RPD) criterion of <30% for aqueous samples was 
applied for cases in which both the sample and duplicate results were greater than 5 times the method 
quantitation limit.  Otherwise, the absolute difference between the sample results was compared to 3.5 
times the greater sample quantitation limit for soil samples (2 times for aqueous samples).  If the field 
duplicate results for an analyte did not satisfy the applicable evaluation criterion, results for that analyte in 
all associated samples were qualified as estimated (“J/UJ”). 
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4.  VALIDATION  REVIEW  CRITERIA 

Validation of  analytical data package 0308120 was performed following the protocol specified in the 
TCEQ QAPP.  Data validation is implemented to provide a quality check on the laboratory system 
generating the data.  The data validation process consisted of reviewing supplemental raw data suppled 
with the analytical data package.  The supplemental raw data included the following: 

• BFB tuning data for the method 

• Initial calibration data for the method including all raw data for each calibration standard and the 
quantitation report for the calibration 

• Continuing calibration data for the method including raw data for the calibration standard and the 
quantitation report for the calibration 

• Instrument run logs documenting the laboratory analysis of the samples 

• All raw data for each sample reported in the analytical data package including chromatograms, 
quantitation report and mass spectral analysis. 

Ten percent of the data were checked for transcription errors and calculation errors.  No data used for 
decision making on the project were generated in the field.  
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5.  DATA REVIEW  RESULTS 

5.1 Laboratory Data Package Review 

The samples reported in the five analytical data packages are presented in Appendix 1.  All samples were 
reviewed.  The samples in data package 0308152 arrived at the laboratory at 8_C.  TCEQ was notified 
and instructed the laboratory to proceed with the analyses.  Samples were not qualified based on the 
temperature variation. 

5.1.1 Holding Times 

All samples were analyzed with the 14 day holding time for VOCs and the method specific holding times 
for the inorganic parameters of metals, sulfide and sulfate.   

5.1.2 Method Blanks 

No target analytes were reported as present in method blanks.  A method blank was not reported for 
sulfate, although the raw data shows that an initial calibration blank was analyzed with results less than 
the reporting limit. 

5.1.3 Surrogates 

Percent recoveries for the surrogates in all samples were within the acceptance range of 60% to 140%.  
These results indicate that satisfactory levels of accuracy for sample analyses were achieved.  

5.1.4 Laboratory Control Sample 

For VOCs, the percent recoveries for all analytes for all LCS analyses were within the acceptance range of 
60% to 140%.  The LCS recoveries for the metals and sulfate were within the acceptance range of 70% to 
130%.  An LCS was not reported for sulfide within the QA section.  The raw data shows that an initial 
calibration standard was analyzed and was within the acceptance range. These results indicate that 
satisfactory levels of accuracy for analyses on a clean matrix were achieved.  Relative percent differences 
(RPDs) for the LCS/LCSDs were with the laboratory established performance criteria of 40% for organics 
and 30% for inorganics as per Table D-1 of the TCEQ QAPP. 

5.1.5 Matrix Spike/Matrix Spike Duplicate 

Laboratory data packages 0308120, 0308152, 0308178 and 0308219 had site-specific MS/MSD results as 
selected by the laboratory for the VOCs.  Three samples were selected for MS/MSD.  The analyte 
recoveries obtained for the MS/MSDs  were compared to the acceptance range of  60%-140% as 
specified in the TCEQ QAPP.  The analytes listed below were outside quality control limits.  The RPD for 
all batches were within 40%. 

· Batch R21225- the spiked sample was 0308120-46.  The recovery for styrene was less than 60% 
for MS (48.4%) and acceptable for the MSD.  The styrene datum for this sample was qualified 
“UJ” with qualifier code MS/SD-L”. 

· Batch R21255- the spiked sample was 0308178-06.  The recovery for styrene was less than 10% 
for MS (7.4%) and MSD (7.2%).  The styrene datum for this sample was rejected and coded “R” 
with qualifier code “MS/SD-L”.  The MS/MSD recoveries for 2-butanone were less than 60% 
(19.4%).  The datum for 2-butanone in sample 0308176-06 was qualified “UJ” with qualifier code 
MS/SD-L”. 

· Batch R21320- the spiked sample was 0308178-32.  The MS recoveries were below 60% for 2,2-
dichloropropane (58.4%), styrene (44.8%), and 2-butanone (57.6%).  The data for these three 
analytes were coded “UJ” with qualifier code “MS/SD-L”.  The MSD recoveries were acceptable. 

The metals and sulfate samples had site-specific MS/MSD samples associated with each batch.  The 
recoveries were within the acceptance range of 70% to 130% and the RPD was within 30%.  Sulfide 
samples were analyzed in duplicate and the RPD was within 30%. 

5.2 Field Data Review 

5.2.1 Field Duplicates 

Eighteen  field duplicate sample pairs were reported for this sampling event.  Field duplicates are listed 
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below.  The field duplicate results were evaluated using the criteria described in Section 3.6.  Results for 
all analytes satisfied the applicable concentration-dependent evaluation criterion and data qualification 
was not necessary. 

BL10818 #1-1 FOR BL10818 #1 

ES11610 #1-1 FOR ES11610 #1 

FV11102 #1-1 FOR FV11102 #1 

JR11010 #1-1 FOR JR11010 #1 

JR11528 #1-1 FOR JR11528 #1 

JR11535 #1-1 FOR JR11535 #1 

JR11646 #1-1 FOR JR11646 #1 

TC11019 #1-1 FOR TC11019 #1 

TC11022 #1-1 FOR TC11022 #1 

TC11108 #1-1 FOR TC11108 #1 

TH11602 #1-1 FOR TH11602 #1 

TH11611 #1-1 FOR TH11611 #1 

TO11902 #1-1 FOR TO11902 #1 

TT11014 #1-1 FOR TT11014 #1 

TT11103 #1-1 FOR TT11103 #1 

TT11131 #1-1 FOR TT11131 #1 

TT11215 #1-1 FOR TT11215 #1 

TC11108#1-1 FOR TC11108 #1 

5.2.2 Field Blanks and Trip Blanks 

Six field blanks were analyzed in the five data packages.  Toluene was reported in five of the six field 
blanks.  None of the associated samples contained toluene. Acetone was reported in one of the six field 
blanks and ethyl benzene was reported in one field blank.  None of the associated samples contained 
acetone or ethyl benzene.  None of the data was qualified based on field blank contamination.   

Two trip blanks contained 1,1-dichloroethene and one trip blank contained bromodichloromethane, 
bromoform, chloroform, and dibromochloromethane.  None of the associated samples contained these 
compounds.  Hence none of the data was qualified based on trip blank contamination.  
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6.  DATA VALIDATION RESULTS 

The laboratory appears to have an adequate QA system in place that is designed to ensure the accurate 
reporting of analytical results generated by the laboratory.  Calibration criteria were reviewed for accuracy. 
 Sample data were reviewed for proper mass spectral identification and quantification.  No transcription or 
calculation errors were found.  
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7.  OVERALL ASSESSMENT 

The data reported are considered to be acceptable for use in meeting project objectives as qualified.  An 
overall assessment of each of the data quality assurance objectives is provided below. 

7.1 Accuracy 

Accuracy is defined as the degree of agreement of a measurement to an accepted reference or true value. 
 Accuracy was measured as the percent recovery (%R) of an analyte in a reference standard or spiked 
sample.   

Percent recoveries for all laboratory control samples were within their respective acceptance criteria. The 
MS/MSD deviations were discussed in section 5.1.5.  Only one styrene result was rejected out of 141 
samples.  Three of 141 samples were qualified for selected analytes based on MS/MSD recoveries 
outside the 60% - 140% range. 

Since all of the LCS spike recoveries associated with laboratory performance criteria were within 
acceptance limits and 97.9% of the MS/MSD recoveries associated with spikes on samples were within 
acceptance limits, the overall level of accuracy demonstrated by the analyses is considered to be 
acceptable. 

7.2 Precision 

Precision is defined as the agreement between a set of replicate measurements without assumption or 
knowledge of the true value.  Precision of laboratory measurements was evaluated by the comparison of 
sample/sample duplicate results. 

Precision was evaluated through the use of LCS/LCSDs and MS/MSDs.  All  LCS/LCSD and MS/MSD 
results satisfied the applicable evaluation criteria.  The duplicate RPD for sulfide satisfied the applicable 
evaluation criteria.  Additionally, all of 18 field duplicate results satisfied the applicable evaluation criteria.  
As such, the overall level of precision demonstrated by the analyses is considered to be acceptable. 

7.3 Completeness 

Only one styrene result was considered to be unusable for reconciliation with project objectives.  As such, 
the analytical completeness, defined as the ratio of the number of valid analytical results (valid analytical 
results include values qualified as estimated) to the total number of analytical results requested on 
samples submitted for analysis, for the project is 100% for all analytes, except styrene and 99.3% 
completeness for styrene.  This satisfies the TCEQ QAPP goal of 95% for water.   

7.4 Representativeness 

Representativeness is the degree to which data accurately and precisely represent a characteristic of a 
population, parameter variations at a sampling point, or an environmental condition.  Representativeness 
was evaluated by comparing the results obtained for the field duplicate sample pairs.  Representativeness 
was maintained during the sampling event by conducting sampling in accordance with the work plan 
(QAPP) and relevant SOPs.  Results for all analytes satisfied the field duplicate evaluation criteria. 

7.5 Comparability 

Comparability expresses the confidence with which one data set can be compared to another.  
Comparability can be related to accuracy and precision because these quantities are measures of data 
reliability.  Data are comparable if collection techniques, measurement procedures, method and reporting 
are equivalent for the samples within a sample set.  As the samples in this set and the other water 
samples collected under the TCEQ QAPP were analyzed in accordance with the quality assurance and 
quality control measures prescribed in the TCEQ QAPP; and acceptable levels of overall accuracy and 
precision were attained, the data within this set are considered to be comparable to each other and to the 
other water samples collected under the TCEQ QAPP. 
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7.6 Sensitivity 

Sensitivity is evaluated in Section 8.1 below. 
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8.  DATA USABILITY RELATIVE TO PROJECT OBJECTIVES 

The usability of the sample data relative to the intended end uses is discussed in this section.  To facilitate 
the discussion, the project objectives and associated decisions for which confirmation sampling data are to 
be used as a data source are discussed.   

The sampling program was a quarterly monitoring of private wells.  Sampling was conducted during the 
field work to attempt to document hazardous substance migration to and from the site from potential 
sources and look for evidence of actual human and environmental exposure to contaminants.  The 
decision criteria would be detectable concentrations of VOCs with tetrachlorothene, trichloroethene, cis-
1,2-dichloroethene and vinyl chloride as the primary constituents of concern. 

In order to evaluate the usability of the data for making project decisions, the data must be reconciled with 
the project objectives.  Only data considered to be valid (i.e., the quality of the data is known) as 
determined through data validation, may be considered for reconciliation with the project objectives.   

The reconciliation process begins with a comparison of the maximum sample quantitation limits obtained 
to the decision criteria.  In general, for the data to be considered usable for making the project decisions, 
the sample quantitation limits obtained for each analyte must be less than or equal to the decision criteria. 
 Non-detect results at sample quantitation limits which exceed decision criteria are not sufficient for 
making project decisions based on those criteria.  Below in Section 8.1, the sample quantitation limits 
obtained are compared to the project decision criteria. 

After evaluating the usability of the data with respect to sample quantitation limits obtained and project 
decision criteria, any potential biases and imprecision in results suggested by QC results must be 
assessed in order to evaluate the ultimate usability of the data for making decisions.  Potential biases and 
imprecision in analytical results and data usability are discussed in Section 8.2. 

8.1 Sample Quantitation Limits and Decision Criteria Comparison 

Practical quantitation limits (PQLs) represent the method detection limit for an analyte adjusted for sample 
size and dilutions.  The laboratory reported results to the Method Quantitation Limit (in analytical report as 
PQL).  The Maximum Concentration Level (MCL) for drinking water standards were below the laboratory’s 
PQL for the following analytes: 1,2,3-trichloropropane, 1,2-dibromo-3-chloropropane, and 1,2-
dibromoethane.  These are not primary chemicals of concern at the Jones Road site.  The laboratory has 
provided a separate table with Method Detection Limits (MDLs) and MQL/PQL.  The excel spreadsheet 
provide by LCRA laboratory includes both the reporting limit (MQL) and MDL and these are reported in 
Appendix 1.  The laboratory MDLs were still above the MCL for 1,2,3-trichloropropane and 1,2-
dibromoethane. 

No data were reported as not detected at elevated sample quantitation limits based on qualification due to 
blank contamination or due to dilutions.  Dilutions were performed but only for specific compounds and 
results reported for those compounds.  

8.2 Effects of Potential Biases and Imprecision on Usability of the Data 

After evaluating the usability of the data with respect to sample quantitation limits obtained and project 
decision criteria, any potential biases and imprecision in results suggested by QC results must be 
assessed in order to evaluate the ultimate usability of the data for making decisions.  Potential biases and 
imprecision in analytical results are inferred from the results obtained for various types of quality control 
sample analyses.  Potential bias and imprecisions can result from the analytical system or the specific 
sample matrix analyzed.   

Quality control analyses that provide an indication of the potential bias and imprecision in the analytical 
system relative to the specific sample matrix include MS/MSD analyses and field duplicate analyses.  
Matrix spike samples are site-specific samples into which target analytes are spiked.  As such, the percent 
recoveries obtained from the matrix spike analyses provide an indication of the potential biases of the 
analytical method on site-specific samples.  Additionally, field duplicate results provide an indication of the 
precision of the analyses on site-specific samples.  Precision for both  MS/MSD analyses and field 
duplicate analyses indicate acceptable precision.  No bias in data are indicated based on these analyses. 
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9.  POTENTIAL ADDITIONAL DATA USES AND LIMITATIONS 
 
In addition to being used in making the decisions specified in the QAPP, the sample data generated may 
potentially have other end uses including risk assessment.  The analytical data quality is considered 
sufficient for this additional potential end use.  Prior to use in risk assessment, end users of the data 
should perform a data quality assessment relative to their specific risk assessment objectives and should 
perform an evaluation of whether the analytical data are sufficiently representative of the medium under 
evaluation. 
 
All data were validated in accordance with the provisions of the method using guidance from the USEPA 
National Functional Guidelines for Organic Data Review (October 1999).  The data validation is considered to 
meet the minimum requirements specified in USEPA’s Risk Assessment Guidance for Superfund 
(September, 1989) (RAGS) and those specified in USEPA’s Guidance for Data Usability in Risk Assessment 
(April, 1992) (DURA).  Styrene in sample  0308178-06 was rejected due to low MS/MSD recovery and the 2-
butanone data were qualified estimated “UJ” due to low MS/MSD recovery.  Sample 0308120-46 was 
qualified “UJ-MS/SD-L” for styrene. Sample 0308178-32 was qualified “UJ-MS/SD-L” for  2,2-dichloropropane 
(58.4%), styrene (44.8%), and 2-butanone (57.6%).   All other data are acceptable as reported. 
When using the data for other end uses, care must be taken to ensure that the data are adequately 
representative of the media under evaluation.  Each end user of the data should perform a data quality 
assessment relative to their specific end use objectives for the data and should perform an evaluation of 
whether the analytical data are sufficiently representative of the medium under evaluation for their specific 
data use.  The discussion on sensitivity (sample quantitation limits), bias (accuracy), and representativeness 
provided in Section 8.1, and 8.2, respectively should be useful in performing a data quality assessment 
relative to other end uses of the data and in evaluating whether the data are sufficiently representative of the 
medium under evaluation for a specific end use. 
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10.  CORRECTIVE ACTIONS AND WORKPLAN DEVIATIONS 
 
This section describes any corrective actions implemented and work plan (QAPP) deviations that occurred 
during the sampling and analysis of confirmation samples and the effect on the usability of the data. 
 
10.1 QAPP and Sampling Plan Corrective Action  
 
No field or laboratory corrective actions were required during the course of the field investigation. 
 
10.2 QAPP/Sampling Plan Modifications 
 
No QAPP modifications were implemented during the course of the analytical program.  
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11.  REJECTED DATA AND PROJECT CONSEQUENCES 
 
One data point, styrene in sample 0308178-06,  was rejected during data validation.  All other data were 
considered to be usable for reconciliation with project objectives.   
 
After reconciliation of the data with project objectives (by means of evaluating the data set relative to sample 
quantitation limits, the magnitude and direction of any potential biases, and representativeness), all results, 
except styrene in sample 0308178-06, are considered to be suitable for making the decision of whether 
individual analyte concentrations exceed the decision criteria specified in the QAPP. 
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12.  CONCLUSIONS 
 
With the exception of limitations noted in Section 8.0, the data are considered to be usable for making project 
decisions.  As described in Section 8.0, these data are also considered to be of sufficient analytical quality for 
a variety of other end uses including baseline risk assessment.  For end uses of the data other than those for 
which decision criteria are specified in Section 8.0, the end user of the data should perform a data quality 
assessment relative to their specific end use objectives and should perform an evaluation of whether the 
analytical data are sufficiently representative of the medium under evaluation for their specific data use. 
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APPENDIX 1 
 

TABLE 1 - SUMMARY OF ANALYTICAL DATA WITH DATA QUALIFIERS 
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APPENDIX 2 
 

LABORATORY DATA PACKAGES 



September 24, 2003

Mr. Subhash Pal
Texas Commission on Environmental Quality Project Manager
Superfund Cleanup Section
12100 Park 35 Circle, Bldg. D
Austin, Texas 78753

RE:  Data Review of LCRA Analytical Data Package Number 0308082 - Jones Road Quarterly Ground
Water Monitoring

Dear Mr. Pal:

I have performed a data review of the above referenced LCRA laboratory data package in accordance with
the procedures presented in section D.2.1.2 of the Texas Commission on Environmental Quality (TCEQ)
Quality Assurance Project Plan (QAPP).  The analytical data package was reviewed for completeness in
comparison to Section A.9.2 of the TCEQ QAPP.   The attached Table 1 presents the sample identifiers
and associated laboratory identifiers for all samples in the above referenced analytical data package in
compliance with section 10000000 of the Technical Specifications, RI/FS Contract.

All quality control (QC) problems associated with the samples were identified in the laboratory review
checklist.  Selected data for this specific analytical package were required to be qualified based on the
results of the data review.  Sample data that was qualified and reasons for qualification are presented in the
attached Table 1 using the codes as presented in Section D.1.1 of the TCEQ QAPP.  This table complies
with Section 1000000, fourth paragraph, Technical Specification, RI/FS Contract.  The data codes are
explained in Tables 2 and 3.

The samples were analyzed by EPA drinking water methods as follows: volatile organic compounds by
EPA 524.2, metals by EPA 200.7, sulfide by EPA 376.2, and sulfate by EPA 300.0.

For the volatiles, a laboratory control sample (LCS) and laboratory control sample duplicate (LCSD) were
analyzed in lieu of a matrix spike.  These were within quality control limits.  A method blank was not
reported for sulfate, although the raw data shows an initial calibration blank was analyzed with results less
than the reporting limit. No matrix spike or LCS was reported with the sulfide QA section.  The raw data
shows that an initial calibration standard was analyzed and was within acceptable limits.  

The two field blanks contained toluene.  The associated samples were non-detects for toluene.  Two field
duplicates were submitted for analyses and results were within the TCEQ QAPP acceptance limits.  The
laboratory “J” flagged data between the MDL and PQL (estimated) and are included in Table 1.

The laboratory reported results to the Method Quantitation Limit (in analytical report as PQL).  The
Maximum Concentration Level (MCL) for drinking water standards were below the laboratory’s PQL for the
following analytes: 1,2,3-trichloropropane, 1,2-dibromo-3-chloropropane, and 1,2-dibromoethane.  These are
not primary chemicals of concern at the Jones Road site.  The laboratory has provided a separate table with
Method Detection Limits (MDLs) and MQL/PQL.  The excel spreadsheet provide by LCRA laboratory
includes both the reporting limit (MQL) and MDL and these are reported in Table 1.  The laboratory MDLs
were still above the MCL for 1,2,3-trichloropropane and 1,2-dibromoethane.

Shaw Environmental, Inc.

1430 Enclave Parkway
Houston, TX 77077

281-368-4400
Fax  281-368-4401



The project data objectives were satisfied with these data sets.  None of the data has been rejected nor
qualified.   Should you have questions or comments regarding this matter, or if I can be of further
assistance, please contact me at (281) 368-4408. 

Sincerely,

Diane Meyer
Senior Chemist

Attachment: Table 1 Sample Cross Reference and Data Qualifiers
Table 2  Data Review Qualifier  Definitions
Table 3  Data Review Qualifier Codes

cc Perry Mann
Ben Shields



Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45C Calcium E200.7 72.4 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43C Calcium E200.7 72.2 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44C Calcium E200.7 72.0 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46C Calcium E200.7 72.2 mg/L 0.2 PQL 0.0162 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43C Iron E200.7 0.0057 mg/L J 0.05 PQL 0.0026 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45C Iron E200.7 <0.0500 mg/L 0.05 PQL 0.0026 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46C Iron E200.7 0.693 mg/L * 0.05 PQL 0.0026 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43C Magnesium E200.7 6.48 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44C Magnesium E200.7 6.45 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45C Magnesium E200.7 6.48 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46C Magnesium E200.7 6.55 mg/L 0.2 PQL 0.0154 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44C Manganese E200.7 0.0010 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43C Manganese E200.7 0.0005 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45C Manganese E200.7 0.0007 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46C Manganese E200.7 0.0050 mg/L J 0.01 PQL 0.00031 MDL R21305A
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44B Sulfate E300 5.17 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45B Sulfate E300 4.86 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43B Sulfate E300 4.71 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46B Sulfate E300 4.85 mg/L 1 PQL 0.0181 MDL R21092
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46D Sulfide E376.2 <1.0 mg/L 1 PQL 0.17 MDL R21134
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1,2,2-Tetrachloroethane E524.2 0.6 µg/L J 1 PQL 0.07 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1,2-Trichloroethane E524.2 1.2 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2-Dibromo-3-chloropropaneE524.2 <1.0 µg/L 1 PQL 0.17 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098

Page 9



Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
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Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
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Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
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Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Benzene E524.2 0.7 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
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Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Bromodichloromethane E524.2 0.9 µg/L J 1 PQL 0.057 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Bromodichloromethane E524.2 0.8 µg/L J 1 PQL 0.057 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
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Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Bromoform E524.2 2.4 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Bromoform E524.2 0.9 µg/L J 1 PQL 0.106 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
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Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21066
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
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Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Chloroform E524.2 1.1 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Chloroform E524.2 1.7 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Chloroform E524.2 2.4 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066

Page 26



Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Chloromethane E524.2 0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A cis-1,2-Dichloroethene E524.2 1.3 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A cis-1,2-Dichloroethene E524.2 1.2 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A cis-1,2-Dichloroethene E524.2 4.0 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A cis-1,2-Dichloroethene E524.2 1.3 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A cis-1,2-Dichloroethene E524.2 18.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A cis-1,2-Dichloroethene E524.2 2.6 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A cis-1,2-Dichloroethene E524.2 1.6 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A cis-1,2-Dichloroethene E524.2 1.1 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A cis-1,2-Dichloroethene E524.2 2.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A cis-1,2-Dichloroethene E524.2 7.7 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A cis-1,2-Dichloroethene E524.2 2.4 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A cis-1,2-Dichloroethene E524.2 7.4 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A cis-1,2-Dichloroethene E524.2 1.8 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A cis-1,2-Dichloroethene E524.2 1.9 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A cis-1,2-Dichloroethene E524.2 0.9 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Dibromochloromethane E524.2 1.5 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098

Page 31



Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
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Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
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Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
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Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21066
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
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Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
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Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
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Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
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Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Tetrachloroethene E524.2 5.3 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Tetrachloroethene E524.2 5.3 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Tetrachloroethene E524.2 5.1 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Tetrachloroethene E524.2 50.2 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Tetrachloroethene E524.2 7.4 µg/L * 0.5 PQL 0.056 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Tetrachloroethene E524.2 153 µg/L * 2.5 PQL 0.279 MDL R21121
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Tetrachloroethene E524.2 3.7 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Tetrachloroethene E524.2 10.8 µg/L * 0.5 PQL 0.056 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Tetrachloroethene E524.2 11.0 µg/L * 0.5 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Tetrachloroethene E524.2 95.4 µg/L * 2.5 PQL 0.279 MDL R21098
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Tetrachloroethene E524.2 9.0 µg/L * 0.5 PQL 0.056 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Tetrachloroethene E524.2 101 µg/L * 2.5 PQL 0.279 MDL R21098
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Tetrachloroethene E524.2 10.2 µg/L * 0.5 PQL 0.056 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Tetrachloroethene E524.2 25.7 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Tetrachloroethene E524.2 24.7 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Tetrachloroethene E524.2 0.7 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Tetrachloroethene E524.2 12.3 µg/L * 0.5 PQL 0.056 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21066
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Tetrahydrofuran E524.2 2.5 µg/L J 5 PQL 1.66 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Tetrahydrofuran E524.2 7.8 µg/L 5 PQL 1.66 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Tetrahydrofuran E524.2 1.9 µg/L J 5 PQL 1.66 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Tetrahydrofuran E524.2 2.4 µg/L J 5 PQL 1.66 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Tetrahydrofuran E524.2 43.5 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Tetrahydrofuran E524.2 1.7 µg/L J 5 PQL 1.66 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Toluene E524.2 0.5 µg/L J 0.5 PQL 0.048 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
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Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Toluene E524.2 0.8 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Total Trihalomethanes E524.2 2.4 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Total Trihalomethanes E524.2 1.1 µg/L 1 PQL 0.314 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Total Trihalomethanes E524.2 5.6 µg/L 1 PQL 0.314 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
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Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21099
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A trans-1,2-Dichloroethene E524.2 1.0 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A trans-1,2-Dichloroethene E524.2 0.8 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21066
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Trichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.048 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Trichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.048 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Trichloroethene E524.2 2.8 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Trichloroethene E524.2 0.4 µg/L J 0.5 PQL 0.048 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Trichloroethene E524.2 5.3 µg/L * 0.5 PQL 0.048 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Trichloroethene E524.2 0.7 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Trichloroethene E524.2 0.8 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Trichloroethene E524.2 0.6 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Trichloroethene E524.2 0.8 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Trichloroethene E524.2 2.8 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Trichloroethene E524.2 2.7 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Trichloroethene E524.2 1.0 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Trichloroethene E524.2 0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Trichloroethene E524.2 0.8 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21099
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
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Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21066
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21099
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#3 (08-05-03) 0308082-34A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#2 (08-05-03) 0308082-25A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1 (08-05-03) 0308082-28A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#1-1 (08-05-0 0308082-29A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#2 (08-05-03) 0308082-30A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#2 (08-05-03) 0308082-33A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#3 (08-05-03) 0308082-31A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11104 8/5/2003 Drinking WaterTC11104#1 (08-05-03) 0308082-32A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#1 (08-05-03) 0308082-24A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11022 8/5/2003 Drinking WaterTC11022#FB (08-05-03 0308082-27A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadFV11130 8/5/2003 Drinking WaterFV11130#3 (08-05-03) 0308082-26A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#3 (08-05-03) 0308082-42A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#2 (08-05-03) 0308082-36A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#2 (08-05-03) 0308082-38A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#1 (08-05-03) 0308082-35A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#1 (08-05-03) 0308082-37A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#1 (08-05-03) 0308082-40A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11011 8/5/2003 Drinking WaterTT11011#2 (08-05-03) 0308082-41A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11106 8/5/2003 Drinking WaterTT11106#3 (08-05-03) 0308082-39A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21099
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1-1 (08-04-0 0308082-02A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#1 (08-04-03) 0308082-05A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJR11427#3 (08-04-03) 0308082-07A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#3 (08-04-03) 0308082-10A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#3 (08-04-03) 0308082-03A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11427 8/4/2003 Drinking WaterJ 11427#2 (08-04-03) 0308082-06A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#2 (08-04-03) 0308082-09A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11614 8/4/2003 Drinking WaterJR11614#1 (08-04-03) 0308082-08A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#2 (08-04-03) 0308082-04A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#1 (08-04-03) 0308082-11A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadJR11535 8/4/2003 Drinking WaterJR11535#1 (08-04-03) 0308082-01A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#2 (08-04-03) 0308082-18A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1-1 (08-05-0 0308082-21A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadFV11023 8/5/2003 Drinking WaterFV11023#3 (08-05-03) 0308082-15A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#2 (08-05-03) 0308082-22A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTrip Blank 8/5/2003 Drinking WaterTrip Blank 0308082-16A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
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Table 1
Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris County, Texas

SiteName StationNameSampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias CodeDetect LimitType Detect2 LimitType2AnalyticalBatch
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#2 (08-04-03) 0308082-12A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#3 (08-04-03) 0308082-19A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#3 (08-05-03) 0308082-23A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107#3 (08-04-03) 0308082-13A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadTC11115 8/4/2003 Drinking WaterTC11115#1 (08-04-03) 0308082-17A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTT11014 8/5/2003 Drinking WaterTT11014#1 (08-05-03) 0308082-20A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21098
Jones RoadTC11107 8/4/2003 Drinking WaterTC11107-FB Field Bla 0308082-14A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21066
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#2 (08-05-03) 0308082-44C Turbidity M 2130 B <1.0 NTU 1 PQL 1 MDL R21128
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#1 (08-05-03) 0308082-43C Turbidity M 2130 B <1.0 NTU 1 PQL 1 MDL R21128
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#3 (08-05-03) 0308082-45C Turbidity M 2130 B <1.0 NTU 1 PQL 1 MDL R21128
Jones RoadTT11107 8/5/2003 Drinking WaterTT11107#4 (08-05-03) 0308082-46C Turbidity M 2130 B <1.0 NTU 1 PQL 1 MDL R21128
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Table 2

   Data Validation Qualifier Definitions

QUALIFIER
DEFINITIONS

U The analyte was analyzed for, but was not detected above the level of the
associated value.  The associate value is either the sample quantitation limit or the
sample detection limit.

J
The associated value is an estimated quantity.

UJ
The material was analyzed for, but was not detected.  The associated value is an
estimate and may be inaccurate or imprecise.

R
The data are unusable.  (Note:  Analyte may or may not be present.)

1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic
Data Review, October 1999.



Table 3

Data Validation Qualifier Codes

QUALIFIER DATA QUALITY CONDITION

HT Holding time requirement was not met
MB Method blank or preparation blank contamination
LCS Laboratory control sample evaluation criteria not met
FB Field blank contamination
RB Rinsate blank contamination
FD Field duplicate evaluation criteria not met
SQL
P

Sample quantitation limit exceeds decision criteria (for nondetects)
Preservation requirements not met

organic
TUNE Instrument performance (tuning) criteria not met
P The detected concentration difference between the primary and

secondary column is greater than 25%.
ICAL Initial calibration evaluation criteria not met
CCAL Continuing calibration evaluation criteria not met
SUR Surrogate recovery outside acceptance range
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria
IS Internal standard evaluation criteria not met
ID Target compound identification criteria not met

H
Bias in sample result likely to be high

L Bias in sample result likely to be low
I Bias in sample result is indeterminate



September 24, 2003

Mr. Subhash Pal
Texas Commission on Environmental Quality Project Manager
Superfund Cleanup Section
12100 Park 35 Circle, Bldg. D
Austin, Texas 78753

RE: Data Review of LCRA Analytical Data Package Number 0308152 - Jones Road Quarterly Ground
Water Monitoring

Dear Mr. Pal:

I have performed a data review of the above referenced LCRA laboratory data package in accordance with
the procedures presented in section D.2.1.2 of the Texas Commission on Environmental Quality (TCEQ)
Quality Assurance Project Plan (QAPP).  The analytical data package was reviewed for completeness in
comparison to Section A.9.2 of the TCEQ QAPP.   The attached Table 1 presents the sample identifiers
and associated laboratory identifiers for all samples in the above referenced analytical data package in
compliance with section 10000000 of the Technical Specifications, RI/FS Contract.

All quality control (QC) problems associated with the samples were identified in the laboratory review
checklist.  Selected data for this specific analytical package were required to be qualified based on the
results of the data review.  Sample data that was qualified and reasons for qualification are presented in the
attached Table 1 using the codes as presented in Section D.1.1 of the TCEQ QAPP.  This table complies
with Section 1000000, fourth paragraph, Technical Specification, RI/FS Contract.  The data codes are
explained in Tables 2 and 3.

The samples arrived at the laboratory at 8°C.  Steve Childress of TCEQ was notified and instructed the
laboratory to proceed with the analyses.  Samples were not qualified based on the temperature variation. 
LCRA did not include an exception report to the TCEQ checklist, but rather referenced the case narrative for
exceptions.  The samples were analyzed for volatile organic compounds using drinking water method EPA
524.2.

The matrix spike recoveries were outside quality control limits for styrene in two analytical batches and 2-
butanone was outside quality limits for one batch.  The selected MS./MSD samples were Jones Road
samples but not from this delivery group.  Therefore, no qualifiers were added to any samples in this data
package based on poor matrix spike recovery.  Five field duplicates were submitted for analyses and
results were within the TCEQ QAPP acceptance limits.

The laboratory reported results to the Method Quantitation Limit (in analytical report as PQL).  The
Maximum Concentration Level (MCL) for drinking water standards were below the laboratory’s PQL for the
following analytes: 1,2,3-trichloropropane, 1,2-dibromo-3-chloropropane, and 1,2-dibromoethane.  These are
not primary chemicals of concern at the Jones Road site.  The laboratory has provided a separate table with
Method Detection Limits (MDLs) and MQL/PQL.  The excel spreadsheet provide by LCRA laboratory
includes both the reporting limit (MQL) and MDL and these are reported in Table 1.  The laboratory MDLs
were still above the MCL for 1,2,3-trichloropropane and 1,2-dibromoethane.

The project data objectives were satisfied with these data sets.  None of the data has been qualified. 

Shaw Environmental, Inc.

1430 Enclave Parkway
Houston, TX 77077

281-368-4400
Fax  281-368-4401



Should you have questions or comments regarding this matter, or if I can be of further assistance, please
contact me at (281) 368-4408. 

Sincerely,

Diane Meyer
Senior Chemist

Attachment: Table 1 Sample Cross Reference and Data Qualifiers
Table 2  Data Review Qualifier  Definitions
Table 3  Data Review Qualifier Codes

cc Perry Mann
Ben Shields



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21255
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1,1,2-Tetrachloroethane E524.2 <0.5 µg/L 0.5 PQL 0.053 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1,1-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1,2,2-Tetrachloroethane E524.2 <1.0 µg/L 1 PQL 0.07 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1,2-Trichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.102 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21225
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.051 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21255
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.082 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21255
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,1-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.043 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2,3-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.114 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21225
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2,3-Trichloropropane E524.2 <1.0 µg/L 1 PQL 0.31 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
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Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2,4-Trichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.099 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2,4-Trimethylbenzene E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
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Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2-Dibromo-3-chloropropane E524.2 <1.0 µg/L 1 PQL 0.17 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2-Dibromoethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
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Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.058 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2-Dichloroethane E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
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Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.059 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,3,5-Trimethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
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Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,3-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.06 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21225
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,3-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.076 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
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Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 1,4-Dichlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.074 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 2,2-Dichloropropane E524.2 <0.5 µg/L 0.5 PQL 0.042 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 2-Butanone E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 2-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21225

Page 12



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas
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Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 2-Hexanone E524.2 <5.0 µg/L 5 PQL 0.304 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21225
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 4-Chlorotoluene E524.2 <0.5 µg/L 0.5 PQL 0.025 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
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Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 4-Isopropyltoluene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21225
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A 4-Methyl-2-pentanone E524.2 <5.0 µg/L 5 PQL 0.17 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
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Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Acetone E524.2 5.7 µg/L J 10 PQL 0.982 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Acetone E524.2 <10 µg/L 10 PQL 0.982 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21255
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Acrylonitrile E524.2 <5.0 µg/L 5 PQL 0.254 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21255
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Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Benzene E524.2 <0.5 µg/L 0.5 PQL 0.039 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Bromobenzene E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
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Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Bromochloromethane E524.2 <1.0 µg/L 1 PQL 0.16 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Bromodichloromethane E524.2 0.6 µg/L J 1 PQL 0.057 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Bromodichloromethane E524.2 0.6 µg/L J 1 PQL 0.057 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21225
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Bromodichloromethane E524.2 <1.0 µg/L 1 PQL 0.057 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Bromoform E524.2 0.9 µg/L J 1 PQL 0.106 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Bromoform E524.2 0.9 µg/L J 1 PQL 0.106 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
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Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Bromoform E524.2 <1.0 µg/L 1 PQL 0.106 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Bromomethane E524.2 <1.0 µg/L 1 PQL 0.056 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
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Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Butyl benzene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Carbon Disulfide E524.2 <5.0 µg/L 5 PQL 0.078 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
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Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Carbon Tetrachloride E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Chlorobenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21255
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Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Chloroethane E524.2 <1.0 µg/L 1 PQL 0.051 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Chloroform E524.2 0.3 µg/L J 1 PQL 0.061 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Chloroform E524.2 0.3 µg/L J 1 PQL 0.061 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Chloroform E524.2 <1.0 µg/L 1 PQL 0.061 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
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Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Chloromethane E524.2 0.3 µg/L J 0.5 PQL 0.13 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Chloromethane E524.2 <0.5 µg/L 0.5 PQL 0.13 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Chloromethane E524.2 0.4 µg/L J 0.5 PQL 0.13 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A cis-1,2-Dichloroethene E524.2 0.7 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A cis-1,2-Dichloroethene E524.2 0.6 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A cis-1,2-Dichloroethene E524.2 0.6 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A cis-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
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Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A cis-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.035 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Dibromochloromethane E524.2 0.8 µg/L J 1 PQL 0.039 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Dibromochloromethane E524.2 0.9 µg/L J 1 PQL 0.039 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Dibromochloromethane E524.2 <1.0 µg/L 1 PQL 0.039 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
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Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Dibromomethane E524.2 <1.0 µg/L 1 PQL 0.13 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Dichlorodifluoromethane E524.2 0.4 µg/L J 1 PQL 0.317 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Dichlorodifluoromethane E524.2 <1.0 µg/L 1 PQL 0.317 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
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Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21225
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Ethyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.117 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21255
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Ethylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.04 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
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Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Hexachlorobutadiene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Iodomethane E524.2 <0.5 µg/L 0.5 PQL 0.079 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
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Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Isopropylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21225
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A m,p-Xylene E524.2 <1.0 µg/L 1 PQL 0.066 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
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Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Methyl methacrylate E524.2 <5.0 µg/L 5 PQL 0.162 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Methyl tert-butyl ether E524.2 <0.5 µg/L 0.5 PQL 0.084 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
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Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Methylene chloride (DCM) E524.2 <0.5 µg/L 0.5 PQL 0.09 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A n-Propylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
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Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Naphthalene E524.2 <0.5 µg/L 0.5 PQL 0.127 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21255
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A o-Xylene E524.2 <0.5 µg/L 0.5 PQL 0.028 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
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Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A sec-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.031 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Styrene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
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SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21225
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21255
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A tert-Butylbenzene E524.2 <0.5 µg/L 0.5 PQL 0.036 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Tetrachloroethene E524.2 1.2 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Tetrachloroethene E524.2 1.2 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Tetrachloroethene E524.2 1.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Tetrachloroethene E524.2 1.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Tetrachloroethene E524.2 1.1 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Tetrachloroethene E524.2 2.9 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Tetrachloroethene E524.2 3.0 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Tetrachloroethene E524.2 3.1 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Tetrachloroethene E524.2 0.6 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Tetrachloroethene E524.2 1.6 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Tetrachloroethene E524.2 0.9 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21255
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Tetrachloroethene E524.2 1.0 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Tetrachloroethene E524.2 <0.5 µg/L 0.5 PQL 0.056 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
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Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21255
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Tetrahydrofuran E524.2 <5.0 µg/L 5 PQL 1.66 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Toluene E524.2 0.6 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Toluene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
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Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Total Trihalomethanes E524.2 2.6 µg/L 1 PQL 0.314 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Total Trihalomethanes E524.2 2.7 µg/L 1 PQL 0.314 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Total Trihalomethanes E524.2 <1.0 µg/L 1 PQL 0.314 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21255
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
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Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A trans-1,2-Dichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.044 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21225
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A trans-1,3-Dichloropropene E524.2 <0.5 µg/L 0.5 PQL 0.062 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21255
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21225
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227

Page 35



Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Trichloroethene E524.2 <0.5 µg/L 0.5 PQL 0.048 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21255
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Trichlorofluoromethane E524.2 <0.5 µg/L 0.5 PQL 0.072 MDL R21227
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21255
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
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Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Vinyl Acetate E524.2 <5.0 µg/L 5 PQL 0.133 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21225
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Vinyl chloride E524.2 <1.0 µg/L 1 PQL 0.091 MDL R21227
Jones Road JR11650 8/7/2003 Drinking WaterJR11650#1 (08-07-03) 0308152-32A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1-1 (08-07-0 0308152-31A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11646 8/7/2003 Drinking WaterJR11646#1 (08-07-03) 0308152-30A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11642 8/7/2003 Drinking WaterJR11642#1 (08-07-03) 0308152-29A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11620 8/7/2003 Drinking WaterJR11620#1 (08-07-03) 0308152-28A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road Trip Blank 8/7/2003 Drinking WaterTrip Blank 0308152-33A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11600 8/7/2003 Drinking WaterJR11600#1 (08-07-03) 0308152-27A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1-1 (08-07-0 0308152-26A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road JR11528 8/7/2003 Drinking WaterJR11528#1 (08-07-03) 0308152-25A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road JR11526 8/6/2003 Drinking WaterJR11526#1 (08-06-03) 0308152-24A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road FV11110 8/6/2003 Drinking WaterFV11110#1(08-06-03) 0308152-11A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1-1 (08-07-0 0308152-07A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TT11131 8/7/2003 Drinking WaterTT11131#1 (08-07-03) 0308152-06A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TT11124 8/7/2003 Drinking WaterTT11124#1 (08-07-03) 0308152-09A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TT11139 8/6/2003 Drinking WaterTT11139#1 (08-06-03) 0308152-05A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1 (08-06-03) 0308152-01A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones Road TT11203 8/6/2003 Drinking WaterTT11203#1 (08-06-03) 0308152-03A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11215 8/6/2003 Drinking WaterTT11215#1-1 (08-06-0 0308152-02A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21225
Jones Road ES11643 8/6/2003 Drinking WaterES11643#2 (08-06-03) 0308152-04A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21255
Jones Road TT11118 8/7/2003 Drinking WaterTT11118#1 (08-07-03) 0308152-10A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TT11127 8/7/2003 Drinking WaterTT11127#1 (08-07-03) 0308152-08A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road FV11135 8/6/2003 Drinking WaterFV11135#1 (08-06-03) 0308152-14A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#FB (08-07-03 0308152-15A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1-1 (08-07-0 0308152-17A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road JR11503 8/6/2003 Drinking WaterJR11503#1 (08-06-03) 0308152-22A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road FV11123 8/6/2003 Drinking WaterFV11123#1 (08-06-03) 0308152-13A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road JR11414 8/6/2003 Drinking WaterJR11414#1 (08-06-03) 0308152-21A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TH11602 8/7/2003 Drinking WaterTH11602#1 (08-07-03) 0308152-16A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road FV11127 8/6/2003 Drinking WaterFV11127#1 (08-06-03) 0308152-12A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
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Table 1
Data Summary of Sample Results with Data Review

Jones Road Quarterly Monitoring
Harris county, Texas

SiteName StationName SampleDate_DSampleMatrixFieldSampleID LabSampleID ParameterName AnalyticMethodValue ReportingUnitsFlagCode Validation QualifierQualifier CodeBias Code Detect LimitType Detect2 LimitType2AnalyticalBatch
Jones Road JR11515 8/6/2003 Drinking WaterJR11515#1 (08-06-03) 0308152-23A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TH11642 8/7/2003 Drinking WaterTH11642#1 (08-07-03) 0308152-19A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TH11722 8/7/2003 Drinking WaterTH11722#1 (08-07-03) 0308152-20A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227
Jones Road TH11620 8/7/2003 Drinking WaterTH11620#1 (08-07-03) 0308152-18A Xylenes, Total E524.2 <2.0 µg/L 2 PQL 0.082 MDL R21227

Page 38



Table 2

   Data Validation Qualifier Definitions

QUALIFIER
DEFINITIONS

U The analyte was analyzed for, but was not detected above the level of the
associated value.  The associate value is either the sample quantitation limit or the
sample detection limit.

J
The associated value is an estimated quantity.

UJ
The material was analyzed for, but was not detected.  The associated value is an
estimate and may be inaccurate or imprecise.

R
The data are unusable.  (Note:  Analyte may or may not be present.)

1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for Organic
Data Review, October 1999.



Table 3

Data Validation Qualifier Codes

QUALIFIER DATA QUALITY CONDITION

HT Holding time requirement was not met
MB Method blank or preparation blank contamination
LCS Laboratory control sample evaluation criteria not met
FB Field blank contamination
RB Rinsate blank contamination
FD Field duplicate evaluation criteria not met
SQL
P

Sample quantitation limit exceeds decision criteria (for nondetects)
Preservation requirements not met

organic
TUNE Instrument performance (tuning) criteria not met
P The detected concentration difference between the primary and

secondary column is greater than 25%.
ICAL Initial calibration evaluation criteria not met
CCAL Continuing calibration evaluation criteria not met
SUR Surrogate recovery outside acceptance range
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria
IS Internal standard evaluation criteria not met
ID Target compound identification criteria not met

H
Bias in sample result likely to be high

L Bias in sample result likely to be low
I Bias in sample result is indeterminate
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1430 Enclave Parkway 
Houston, Texas 77077 

281-368-4400 

 
 

 
September 10, 2003 
 
Mr. Subhash Pal 
Texas Commission on Environmental Quality Project Manager 
Superfund Cleanup Section 
12100 Park 35 Circle, Bldg. D 
Austin, Texas 78753 
 
RE:   Data Review of STL Analytical Data Package Number 260185 - Jones Road Ground Water 
Plume Superfund Site 
 
Dear Mr. Pal: 
 
I have performed a data review of the above referenced STL laboratory data package in accordance with 
the procedures presented in section D.2.1.2 of the Texas Commission on Environmental Quality (TCEQ) 
Quality Assurance Project Plan (QAPP).  The analytical data package was reviewed for completeness in 
comparison to Section A.9.2 of the TCEQ QAPP.   The attached Table 1 presents the sample identifiers 
and associated laboratory identifiers for all samples in the above referenced analytical data package in 
compliance with section 10000000 of the Technical Specifications, RI/FS Contract. 
 
All quality control (QC) problems associated with the samples were identified in the laboratory review 
checklist.  Selected data for this specific analytical package were required to be qualified based on the 
results of the data review.  Sample data that was qualified and reasons for qualification are presented in 
the attached Table 1 using the codes as presented in Section D.1.1 of the TCEQ QAPP.  This table 
complies with Section 1000000, fourth paragraph, Technical Specification, RI/FS Contract.  The data 
codes are explained in Tables 2 and 3. 
 
The equipment blank and both field blanks contained acetone.   The associated samples that contained 
acetone at concentration equal to or less than ten times the equipment blank concentration were qualified 
"U" with a qualifier code of "RB" and "FB".   
 
The LCS analyzed on 9/5/03 was below 60% recovery for dichlorofluoromethane (55.3%).     The only 
sample analyzed with this LCS was 260185-8 at a ten-fold dilution.  Dichlorofluoromethane was not 
reported from this analysis.  Hence, no qualifiers were added.  All other data are acceptable as reported. 
 
The project data objectives were satisfied with these data sets.  None of the data has been rejected.  The 
laboratory met the MQLs as stated in the Jones Road Field Sampling Plan.     Sample 260185-003 results 
were elevated due to sample matrix and high concentration of tetrachloroethene.  Should you have 
questions or comments regarding this matter, or if I can be of further assistance, please contact me at 
(281) 368-4408.  
 
Sincerely, 
 
 
Diane Meyer  
 
Senior Chemist  
 
Attachment: Table 1 Sample Cross Reference and Data Qualifiers 



Shaw Environmental & Infrastructure, Inc. 
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Table 2  Data Review Qualifier  Definitions 
Table 3  Data Review Qualifier Codes 
cc Steve Huddleson 
 Ben Shields 
 



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-001 TRIP BLANK Water 9/2/2003 0:00 1-Chlorohexane 0.99 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Cyclohexane 1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methylcyclohexane 0.96 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Benzene 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromobenzene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromochloromethane 0.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromodichloromethane 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromoform 0.18 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Bromomethane 0.38 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 n-Butylbenzene 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 sec-Butylbenzene 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 tert-Butylbenzene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Carbon Tetrachloride 0.08 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chlorobenzene 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chloroethane 0.17 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chloroform 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Chloromethane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 o-Chlorotoluene 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 p-Chlorotoluene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Dibromochloromethane 0.17 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Dibromomethane 0.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1-Dichloroethane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dichloroethane 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1-Dichloroethene 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2-Dichloropropane 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,3-Dichloropropane 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 2,2-Dichloropropane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1-Dichloropropene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Ethylbenzene 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Hexachlorobutadiene 0.32 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 p-Isopropyltoluene 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methylene Chloride 0.69 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Naphthalene 1.19 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 n-Propylbenzene 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Styrene 0.45 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Tetrachloroethene 0.11 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-001 TRIP BLANK Water 9/2/2003 0:00 Toluene 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Trichloroethene 0.11 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Trichlorofluoromethane 0.13 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Vinyl Chloride 0.09 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Acetone 1.24 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Carbon Disulfide 0.07 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 m,p-Xylene 0.34 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 o-Xylene 0.1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 2-Hexanone 0.27 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methyl tert-Butyl ether 1 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-001 TRIP BLANK Water 9/2/2003 0:00 Methyl Acetate 1.93 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1-Chlorohexane 0.99 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Cyclohexane 1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methylcyclohexane 0.96 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Benzene 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromobenzene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromochloromethane 0.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromodichloromethane 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromoform 0.18 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Bromomethane 0.38 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 n-Butylbenzene 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 sec-Butylbenzene 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 tert-Butylbenzene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Carbon Tetrachloride 0.08 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chlorobenzene 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chloroethane 0.17 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chloroform 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Chloromethane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 o-Chlorotoluene 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 p-Chlorotoluene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Dibromochloromethane 0.17 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Dibromomethane 0.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dichlorobenzene 0.11 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1-Dichloroethane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dichloroethane 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1-Dichloroethene 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2-Dichloropropane 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,3-Dichloropropane 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 2,2-Dichloropropane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1-Dichloropropene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Ethylbenzene 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Hexachlorobutadiene 0.32 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 p-Isopropyltoluene 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methylene Chloride 0.69 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Naphthalene 1.19 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 n-Propylbenzene 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Styrene 0.45 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Tetrachloroethene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Toluene 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Trichloroethene 0.11 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Trichlorofluoromethane 0.13 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Vinyl Chloride 0.09 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Acetone 3.2 ug/L 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Carbon Disulfide 0.07 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 m,p-Xylene 0.34 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 o-Xylene 0.1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 2-Hexanone 0.27 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methyl tert-Butyl ether 1 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-002 FIELD BLANK #3 Water 9/2/2003 9:40 Methyl Acetate 1.93 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1-Chlorohexane 20 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Cyclohexane 20 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methylcyclohexane 19 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Benzene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromobenzene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromochloromethane 3.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromodichloromethane 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromoform 3.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Bromomethane 7.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 n-Butylbenzene 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 sec-Butylbenzene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 tert-Butylbenzene 2.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Carbon Tetrachloride 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chlorobenzene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chloroethane 3.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chloroform 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Chloromethane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 o-Chlorotoluene 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 p-Chlorotoluene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Dibromochloromethane 3.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dibromo-3-chloropropane 11 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dibromoethane (EDB) 3.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Dibromomethane 3.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dichlorobenzene 2.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,3-Dichlorobenzene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,4-Dichlorobenzene 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Dichlorodifluoromethane 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1-Dichloroethane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dichloroethane 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1-Dichloroethene 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 cis-1,2-Dichloroethene 381 ug/L 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 trans-1,2-Dichloroethene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2-Dichloropropane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,3-Dichloropropane 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 2,2-Dichloropropane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1-Dichloropropene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Ethylbenzene 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Hexachlorobutadiene 6.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Isopropylbenzene (Cumene) 2.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 p-Isopropyltoluene 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methylene Chloride 14 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Naphthalene 23.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 n-Propylbenzene 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Styrene 9 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,1,2-Tetrachloroethane 2.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,2,2-Tetrachloroethane 4.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Tetrachloroethene 3810 ug/L 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Toluene 2 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas
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260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,3-Trichlorobenzene 11 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,4-Trichlorobenzene 5.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,1-Trichloroethane 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,1,2-Trichloroethane 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Trichloroethene 184 ug/L 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Trichlorofluoromethane 2.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,4-Trimethylbenzene 4.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,3,5-Trimethylbenzene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 1,2,3-Trichloropropane 5.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Vinyl Chloride 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Acetone 24.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Carbon Disulfide 1 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 m,p-Xylene 6.8 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 o-Xylene 2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 cis-1,3-Dichloropropene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 trans-1,3-Dichloropropene 2.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methyl Ethyl Ketone (2-Butanone) 7.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 2-Hexanone 5.4 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 4-Methyl-2-pentanone (MIBK) 7.6 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methyl tert-Butyl ether 20 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Trichlorotrifluoroethane 3.2 ug/L U 82935
260185-003 CPT #3-29.5 Water 9/2/2003 10:23 Methyl Acetate 38.6 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1-Chlorohexane 0.99 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Cyclohexane 1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methylcyclohexane 0.96 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Benzene 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromobenzene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromochloromethane 0.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromodichloromethane 5.04 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromoform 0.18 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Bromomethane 0.38 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 n-Butylbenzene 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 sec-Butylbenzene 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 tert-Butylbenzene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Carbon Tetrachloride 0.08 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chlorobenzene 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chloroethane 0.17 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chloroform 8.21 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Chloromethane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 o-Chlorotoluene 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 p-Chlorotoluene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Dibromochloromethane 2.35 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Dibromomethane 0.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,3-Dichlorobenzene 0.12 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas
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260185-004 DECON #4 Water 9/2/2003 12:10 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1-Dichloroethane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dichloroethane 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1-Dichloroethene 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2-Dichloropropane 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,3-Dichloropropane 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 2,2-Dichloropropane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1-Dichloropropene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Ethylbenzene 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Hexachlorobutadiene 0.32 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 p-Isopropyltoluene 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methylene Chloride 0.69 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Naphthalene 1.19 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 n-Propylbenzene 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Styrene 0.45 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Tetrachloroethene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Toluene 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Trichloroethene 0.11 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Trichlorofluoromethane 0.13 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Vinyl Chloride 0.09 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Acetone 4.42 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Carbon Disulfide 0.07 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 m,p-Xylene 0.34 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 o-Xylene 0.1 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 2-Hexanone 0.27 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methyl tert-Butyl ether 1.68 ug/L 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-004 DECON #4 Water 9/2/2003 12:10 Methyl Acetate 1.93 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1-Chlorohexane 0.99 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Cyclohexane 1 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methylcyclohexane 0.96 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Benzene 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromobenzene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromochloromethane 0.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromodichloromethane 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromoform 0.18 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Bromomethane 0.38 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 n-Butylbenzene 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 sec-Butylbenzene 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 tert-Butylbenzene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Carbon Tetrachloride 0.08 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chlorobenzene 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chloroethane 0.17 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chloroform 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Chloromethane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 o-Chlorotoluene 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 p-Chlorotoluene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Dibromochloromethane 0.17 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Dibromomethane 0.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1-Dichloroethane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dichloroethane 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1-Dichloroethene 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2-Dichloropropane 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,3-Dichloropropane 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 2,2-Dichloropropane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1-Dichloropropene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Ethylbenzene 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Hexachlorobutadiene 0.32 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 p-Isopropyltoluene 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methylene Chloride 0.69 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Naphthalene 1.19 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 n-Propylbenzene 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Styrene 0.45 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Tetrachloroethene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Toluene 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,3-Trichlorobenzene 0.55 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Trichloroethene 0.11 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Trichlorofluoromethane 0.13 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Vinyl Chloride 0.09 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Acetone 2.98 ug/L 82935 U RB/FB H
260185-005 CPT #10-29 Water 9/2/2003 12:40 Carbon Disulfide 0.07 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 m,p-Xylene 0.34 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 o-Xylene 0.1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 2-Hexanone 0.27 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methyl tert-Butyl ether 1 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-005 CPT #10-29 Water 9/2/2003 12:40 Methyl Acetate 1.93 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1-Chlorohexane 0.99 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Cyclohexane 1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methylcyclohexane 0.96 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Benzene 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromobenzene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromochloromethane 0.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromodichloromethane 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromoform 0.18 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Bromomethane 0.38 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 n-Butylbenzene 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 sec-Butylbenzene 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 tert-Butylbenzene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Carbon Tetrachloride 0.08 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chlorobenzene 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chloroethane 0.17 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chloroform 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Chloromethane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 o-Chlorotoluene 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 p-Chlorotoluene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Dibromochloromethane 0.17 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Dibromomethane 0.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,4-Dichlorobenzene 0.14 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site
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260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1-Dichloroethane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dichloroethane 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1-Dichloroethene 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2-Dichloropropane 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,3-Dichloropropane 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 2,2-Dichloropropane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1-Dichloropropene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Ethylbenzene 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Hexachlorobutadiene 0.32 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 p-Isopropyltoluene 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methylene Chloride 0.69 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Naphthalene 1.19 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 n-Propylbenzene 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Styrene 0.45 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Tetrachloroethene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Toluene 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Trichloroethene 0.11 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Trichlorofluoromethane 0.13 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Vinyl Chloride 0.09 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Acetone 9.82 ug/L 82935 U RB/FB H
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Carbon Disulfide 0.07 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 m,p-Xylene 0.34 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 o-Xylene 0.1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 2-Hexanone 0.27 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methyl tert-Butyl ether 1 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-006 CPT #26-58.5 Water 9/2/2003 15:30 Methyl Acetate 1.93 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1-Chlorohexane 0.99 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Cyclohexane 1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methylcyclohexane 0.96 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas
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260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Benzene 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromobenzene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromochloromethane 0.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromodichloromethane 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromoform 0.18 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Bromomethane 0.38 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 n-Butylbenzene 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 sec-Butylbenzene 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 tert-Butylbenzene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Carbon Tetrachloride 0.08 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chlorobenzene 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chloroethane 0.17 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chloroform 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Chloromethane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 o-Chlorotoluene 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 p-Chlorotoluene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Dibromochloromethane 0.17 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Dibromomethane 0.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1-Dichloroethane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dichloroethane 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1-Dichloroethene 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2-Dichloropropane 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,3-Dichloropropane 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 2,2-Dichloropropane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1-Dichloropropene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Ethylbenzene 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Hexachlorobutadiene 0.32 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 p-Isopropyltoluene 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methylene Chloride 0.69 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Naphthalene 1.19 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 n-Propylbenzene 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Styrene 0.45 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Tetrachloroethene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Toluene 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
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Jones Road Groundwater Plume Superfund Site
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260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Trichloroethene 0.11 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Trichlorofluoromethane 0.13 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Vinyl Chloride 0.09 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Acetone 6.58 ug/L 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Carbon Disulfide 0.07 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 m,p-Xylene 0.34 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 o-Xylene 0.1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 2-Hexanone 0.27 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methyl tert-Butyl ether 1 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-007 EQUIP. BLANK #6 Water 9/2/2003 16:50 Methyl Acetate 1.93 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1-Chlorohexane 0.99 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Cyclohexane 1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methylcyclohexane 0.96 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Benzene 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromobenzene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromochloromethane 0.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromodichloromethane 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromoform 0.18 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Bromomethane 0.38 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 n-Butylbenzene 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 sec-Butylbenzene 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 tert-Butylbenzene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Carbon Tetrachloride 0.08 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chlorobenzene 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chloroethane 0.17 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chloroform 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Chloromethane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 o-Chlorotoluene 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 p-Chlorotoluene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Dibromochloromethane 0.17 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Dibromomethane 0.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Dichlorodifluoromethane 0.13 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1-Dichloroethane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dichloroethane 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1-Dichloroethene 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2-Dichloropropane 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,3-Dichloropropane 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 2,2-Dichloropropane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1-Dichloropropene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Ethylbenzene 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Hexachlorobutadiene 0.32 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 p-Isopropyltoluene 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methylene Chloride 0.69 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Naphthalene 1.19 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 n-Propylbenzene 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Styrene 0.45 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Tetrachloroethene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Toluene 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Trichloroethene 0.11 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Trichlorofluoromethane 0.13 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Vinyl Chloride 0.09 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Acetone 1.24 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Carbon Disulfide 11.4 ug/L 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 m,p-Xylene 0.34 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 o-Xylene 0.1 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 2-Hexanone 0.27 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methyl tert-Butyl ether 154 ug/L 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-008 CPT #27-40 Water 9/2/2003 17:20 Methyl Acetate 1.93 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1-Chlorohexane 0.99 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Cyclohexane 1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methylcyclohexane 0.96 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Benzene 0.1 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromobenzene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromochloromethane 0.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromodichloromethane 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromoform 0.18 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Bromomethane 0.38 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 n-Butylbenzene 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 sec-Butylbenzene 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 tert-Butylbenzene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Carbon Tetrachloride 0.08 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chlorobenzene 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chloroethane 0.17 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chloroform 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Chloromethane 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 o-Chlorotoluene 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 p-Chlorotoluene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Dibromochloromethane 0.17 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Dibromomethane 0.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1-Dichloroethane 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dichloroethane 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1-Dichloroethene 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2-Dichloropropane 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,3-Dichloropropane 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 2,2-Dichloropropane 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1-Dichloropropene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Ethylbenzene 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Hexachlorobutadiene 0.32 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 p-Isopropyltoluene 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methylene Chloride 0.69 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Naphthalene 1.19 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 n-Propylbenzene 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Styrene 0.45 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Tetrachloroethene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Toluene 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,1-Trichloroethane 0.1 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Trichloroethene 0.11 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Trichlorofluoromethane 0.13 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Vinyl Chloride 0.09 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Acetone 4.07 ug/L 82935 U RB/FB H
260185-009 CPT #27-63 Water 9/2/2003 18:05 Carbon Disulfide 0.07 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 m,p-Xylene 0.34 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 o-Xylene 0.1 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 2-Hexanone 0.27 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methyl tert-Butyl ether 2.72 ug/L 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-009 CPT #27-63 Water 9/2/2003 18:05 Methyl Acetate 1.93 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1-Chlorohexane 0.99 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Cyclohexane 1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methylcyclohexane 0.96 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Benzene 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromobenzene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromochloromethane 0.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromodichloromethane 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromoform 0.18 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Bromomethane 0.38 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 n-Butylbenzene 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 sec-Butylbenzene 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 tert-Butylbenzene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Carbon Tetrachloride 0.08 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chlorobenzene 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chloroethane 0.17 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chloroform 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Chloromethane 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 o-Chlorotoluene 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 p-Chlorotoluene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Dibromochloromethane 0.17 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dibromo-3-chloropropane 0.56 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dibromoethane (EDB) 0.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Dibromomethane 0.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dichlorobenzene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,3-Dichlorobenzene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,4-Dichlorobenzene 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Dichlorodifluoromethane 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1-Dichloroethane 0.1 ug/L U 82935



Table 1
Summary of Sample Results with Data Review
Jones Road Groundwater Plume Superfund Site

Harris County, Texas

Lab ID Client ID Matrix Sample Date Sample Time Analyte Final ResultUnits QualifierBatch # Validation QualifierQualifier CodeBias Code
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dichloroethane 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1-Dichloroethene 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 cis-1,2-Dichloroethene 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 trans-1,2-Dichloroethene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2-Dichloropropane 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,3-Dichloropropane 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 2,2-Dichloropropane 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1-Dichloropropene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Ethylbenzene 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Hexachlorobutadiene 0.32 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Isopropylbenzene (Cumene) 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 p-Isopropyltoluene 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methylene Chloride 0.69 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Naphthalene 1.19 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 n-Propylbenzene 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Styrene 0.45 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,1,2-Tetrachloroethane 0.14 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,2,2-Tetrachloroethane 0.21 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Tetrachloroethene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Toluene 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,3-Trichlorobenzene 0.55 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,4-Trichlorobenzene 0.28 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,1-Trichloroethane 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,1,2-Trichloroethane 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Trichloroethene 0.11 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Trichlorofluoromethane 0.13 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,4-Trimethylbenzene 0.21 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,3,5-Trimethylbenzene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 1,2,3-Trichloropropane 0.26 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Vinyl Chloride 0.09 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Acetone 4.29 ug/L 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Carbon Disulfide 0.07 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 m,p-Xylene 0.34 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 o-Xylene 0.1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 cis-1,3-Dichloropropene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 trans-1,3-Dichloropropene 0.12 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methyl Ethyl Ketone (2-Butanone) 0.36 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 2-Hexanone 0.27 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 4-Methyl-2-pentanone (MIBK) 0.38 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methyl tert-Butyl ether 1 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Trichlorotrifluoroethane 0.16 ug/L U 82935
260185-010 FIELD BLANK #4 Water 9/2/2003 8:40 Methyl Acetate 1.93 ug/L U 82935



 

 
 

Table 2 
 

   Data Validation Qualifier Definitions 
  

 
QUALIFIER 

  
DEFINITIONS 

 
U 

 
The analyte was analyzed for, but was not detected above the level of the 
associated value.  The associate value is either the sample quantitation limit or the 
sample detection limit.  

 
J 

  
The associated value is an estimated quantity. 

 
 

UJ 

  
The material was analyzed for, but was not detected.  The associated value is an 
estimate and may be inaccurate or imprecise.  

 
R 

  
The data are unusable.  (Note:  Analyte may or may not be present.) 

 
1 Definitions cited from the USEPA Contract Laboratory Program National Functional Guidelines for 

Organic Data Review, October 1999. 



 

 
 

Table 3 

Data Validation Qualifier Codes 

  
QUALIFIER 
CODE 

  
DATA QUALITY CONDITION 

RESULTING IN ASSIGNED QUALIFICATION  
 

  
 

HT Holding time requirement was not met 
MB Method blank or preparation blank contamination 
LCS Laboratory control sample evaluation criteria not met 
FB Field blank contamination 
RB Rinsate blank contamination 
FD Field duplicate evaluation criteria not met 
SQL 
P 

Sample quantitation limit exceeds decision criteria (for nondetects) 
Preservation requirements not met 

organic  
TUNE Instrument performance (tuning) criteria not met 
P The detected concentration difference between the primary and 

secondary column is greater than 25%. 
ICAL Initial calibration evaluation criteria not met 
CCAL Continuing calibration evaluation criteria not met 
SUR Surrogate recovery outside acceptance range 
MS/MSD Matrix spike/matrix spike duplicate accuracy and/or precision criteria 
IS Internal standard evaluation criteria not met 
ID Target compound identification criteria not met  
 
BIAS  CODES 

  
BIAS DIRECTION  

 
H 

  
Bias in sample result likely to be high 

L Bias in sample result likely to be low 
I Bias in sample result is indeterminate 
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From: Marilyn Long [MLONG@tceq.state.tx.us] 
Sent: Monday, June 23, 2008 10:31 AM 
To: Perry, Russell 
Subject: Jones Road - QM information 
 
Attachments: certificationletter0703DR.pdf; Jones Rd Review STL 260184.pdf; Jones data review and 
validation LCRA 0308120.pdf; Jones data review LCRA 0308178.pdf; Jones data review LCRA 0308219.
pdf; Jones data validation STL 260185.pdf; Jones RD review LCRA 0308082.pdf; Jones RD review LCRA 
0308152.pdf 
Russell,
 
Listed below is some information re: the sampling history & QA/QC:
 
LCRA = Lower Colorado River Authority
CLP = Contract Laboratory Program (EPA national contract)
 
1.  May 2003 - LAB = LCRA Environmental Laboratory Services
 
Our records show laboratory case narratives by LCRA
Field sampling by Weston
Our records show one certification letter (independent data review) by SHAW (letter attached)
 
May 2004 - 2008 = CLP
 
2.  August 2003 - LAB = LCRA Environmental Laboratory Services
 
Our records show laboratory narratives by LCRA
Field sampling by Weston
Our records show data review & validation by SHAW (Diane Meyer) (Letters attached)
August 2004 - 2008 = CLP
 
3.  February 2004-2008 = CLP
 
4. November 2003-2007 = CLP
 
This should help,
Marilyn
 
Marilyn Czimer Long, P.G. 
Texas Commission on Environmental Quality 
MC-136 
State Lead Section 
(512) 239-0761 
FAX  (512) 239-2450 
e-mail:  mlong@tceq.state.tx.us
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