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STANDARD OPERATING PROCEDURE (SOP) 

Title: Analysis of In Situ Dissolved Oxygen, Electrical Conductivity, 
pH, Water Temperature, and Sample Depth in Ambient Surface Water 
Using Yellow Springs Instrument 6-Series Multi-probes 

Team Leader: ____________________________________ Date:  ______________ 

Quality Control review: ____________________________ Date:  ______________ 

Section Manager: _________________________________Date:  ______________ 

Effective Date: 9/12/2014 

1.0 PURPOSE 

This document describes sampling, analytical, and quality control (QC) procedures for in situ 
continuous monitoring of DO (dissolved oxygen), EC (electrical conductivity), pH, water 
temperature, and sample depth-in ambient surface water using Yellow Springs Instruments (YSI) 
6-Series multi-probes.  

2.0 SCOPE AND APPLICABILITY 
2.1 These procedures are intended for use in the Texas Commission on 

Environmental Quality (TCEQ) Continuous Water Quality Monitoring Network 
(CWQMN). These procedures do not apply to CWQMN United States Geological 
Survey (USGS) - operated stations. For CWQMN Environmental Monitoring 
Response System stations, multi-probe sensor fouling quality control (QC) 
procedures (Section 9.2) are not required. 

2.2 Multi-probe sensor fouling and electronic drift QC measurements results are used 
to validate data collected over deployment periods. Results are compared against 
project-specific Data Quality objectives (DQOs). The TCEQ does not use sensor 
fouling and electronic drift measurement results to apply prorated corrections to 
data records.  

2.3 Project data are not validated for EMRS stations.  

2.4 EC measurements are temperature corrected to 25.0 degrees Celsius (ºC) and are 
reported as specific conductance (SC).      

2.5 Total Dissolved Solids (TDS) in milligrams/liter (mg/L) can be estimated and 
reported by multiplying specific conductance (SC) in micro Siemens/centimeter 
(µS/cm) by TCEQ’s state-wide average correction factor of 0.65.  

2.6 Multi-probe sample depth measurements can be used for water quality data 
interpretations (when multi-probe is deployed at a fixed point in the water 
column, see Sections 7.2.5 and 7.3.2) and for data validation purposes.  

2.7 Data generated by this procedure can be used for a variety of purposes, such as:  
• Characterizing baseline conditions. 
• Identifying trends. 
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• Assessing impacts of point and non-point sources discharges, including short 
term pollution events. 

• Providing data to support Texas Surface Water Quality Standards reviews. 
• Providing data to support the development of watershed protection plans. 
• Characterizing water quality conditions that lead to blooms of toxic golden 

algae. 
• Developing water quality controls and assessing improvement after watershed 

management and implementation plans are in place. 
• Collecting data for water quality models. 
• Providing continuous water quality data to the public (via internet) for water 

bodies of interest. 

 2.8 The working range of the sensors is listed in Table 1. 

Table 1 

Parameter Working Ranges 
DO 0 – 50 mg/L 
SC 0 - 100,000 µS/cm 
pH 0 - 14 pH Units 
Water Temperature -5° to 45°C 
Sample Depth 0 - 61 meters 

3.0 METHOD SUMMARY 

3.1 Multi-probes are deployed at various locations around the state via deployment 
structures. Discrete in situ DO, SC, pH, and temperature measurements are 
collected every 15-minutes by a data logger and data are transmitted every 15-
minutes to TCEQ’s Leading Environmental Analysis and Display computer 
system (LEADS) in Austin Texas.   

3.2 DO concentrations are measured by optical luminescence sensors. The optical DO 
sensor emits a blue light on a membrane containing luminescent dye.  Blue light 
causes the dye to luminesce and is measured by a photodiode.  The duration of 
dye luminesce is inversely proportional to the amount of oxygen present.  During 
a portion of the measurement sequence, the dye is irradiated with red light and 
this measurement is used as a reference.  The optical DO sensor does not consume 
oxygen and has no flow dependence.  

3.3 The conductivity sensor is a flow cell with four-electrodes. The sensor 
automatically auto-ranges between three ranges and all four electrodes are used in 
each range. Conductivity/specific resistance is measured through an 
approximately 5.0 centimeter-1 cell.  

3.4 Salinity affects the solubility of oxygen in water. The YSI 6-series multi-probes 
correct DO concentrations for this effect as long as the conductivity sensor is 
active and properly calibrated.       

3.5 The pH sensor utilizes a glass sensing electrode with a combined double junction 
half-cell silver chloride reference electrode.  The reference electrode provides a 
constant electrode potential and makes an electrical circuit with the sensing 
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electrode.  The sensing electrode contains a glass bulb of a fixed concentration of 
potassium chloride solution in contact with the reference electrode.  Sodium ions 
are exchanged for hydrogen ions and a potential develops across the sensing 
membrane; the resulting membrane potential varies with pH.  The reference 
electrode quantitatively compares the changes of the sensing membrane. 

3.6 Water temperature is measured by a resistance thermistor.  

3.7 Sample depth is measured by a non-vented pressure transducer.  The transducer 
measures the pressure of the water column plus the atmospheric pressure above 
the water with a differential strain gauge.  

4.0 LIMITATIONS 

4.1 Multi-probe deployment structures can be susceptible to damage due to high 
water events.  Data loss can occur as a result of damage to deployment structures. 
Replacement can be expensive and require significant resources. 

 4.2 Over deployment periods, the interface between measurement sensors and the 
environment can become fouled by a variety of organisms, sedimentation, and 
calcification.  Sensor fouling can compromise data quality.  In some water bodies 
(or due to seasonal or event driven changes in water quality), sensor fouling can 
occur rapidly, decreasing deployment periods.  YSI multi-probes can be equipped 
with various anti-fouling measures to increase deployment periods.  The station 
operator will need to determine deployment durations based on fouling 
measurements in conjunction with employed anti-fouling measures.  

 4.3 QC measurements for this procedure include the measurement of multi-probe 
sensor and deployment tube fouling using USGS – based measurement 
procedures. Fouling measurements are estimates of environmental effects on 
sensor performance. These QC measurements are made at the conclusion of 
multi-probe deployment periods. Stream scouring events can clean sensor 
interfaces and deployment tubes prior to performing the procedure, which can 
result in the fouling measurement not being representative of the entire 
deployment period. 

 4.4 Depending on the water body, multi-probe and deployment tube sedimentation 
fouling events can cause multi-probes and deployment tubes to become plugged 
with sediment and isolated from the water body. For these events, all collected 
data are invalidated back to the last station service visit.       

4.5 Fouling measurement procedures are intended for use in situations when water 
quality conditions are not rapidly changing or fluctuating. When the procedures 
are performed, a lack of water flow across deployment tube/sensors can cause 
fluctuations and impact water quality due to the dislodgment of biological 
material and/or sediment (creating a debris cloud) as a result of deployment tube 
cleaning activities.  When performing the procedure, sensor measurements must 
be stable. 
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4.6 On-site fouling measurement procedures compare the responses of non-cleaned 
and cleaned sensors in the water body. The effectiveness of sensor cleaning 
activities is not assessed quantitatively in this procedure.  

4.7 TDS concentrations in mg/l at some CWQMN stations are estimated by using 
TCEQ’s statewide average 0.65 SC conversion factor (0.65 x SC = TDS mg/l). 
Average TDS conversion factors vary depending on the soluble components of 
the water body. Empirically derived station-specific TDS conversion factors have 
not been developed.  

4.8 Single-point calibrations are used to calibrate DO and EC sensors.  

4.9 Conductivity sensor water breaches at the electrodes can occur with the YSI 6560 
sensor. If this occurs, the linearity of the sensor can become degraded.  

4.10 Calibration verification sample (CVS) checks are single-point checks for DO and 
EC sensors. Multi-point checks would provide more information about data 
quality. 

4.11 Errors in DO, SC, and pH measurements can result from inaccurate temperature 
measurements.  The SC temperature coefficient of most waters is only 
approximately the same as that of standard potassium chloride (KCl) solution; the 
more the temperature of measurement deviates from 25.0 ºC, the greater the 
uncertainty in applying the temperature correction. 

4.12 The glass pH electrode is relatively free from interference from color, turbidity, 
colloidal matter, oxidants, reductants, or high salinity, except for sodium error at 
pH >10. 

4.13 The depth sensor is non-vented.  The software uses the atmospheric pressure at 
the time of calibration; changes in atmospheric pressure between calibrations will 
be measured as changes in depth.  The error is equal to 0.045 feet for every 1 
millimeter mercury (mm Hg) change in atmospheric pressure. 

4.14 Sample depth measurements are not assessed for accuracy. 

5.0 SAFETY 

This procedure includes processes that can be hazardous.  Therefore, before attempting 
this process, operators should review the TCEQ Chemical Hygiene Plan for proper 
equipment and procedures necessary for the safe completion of this procedure.  Operators 
must also read and be familiar with the Material Safety Data Sheets for the various 
chemicals that can be used in this procedure.  Lab coats, safety glasses with side shields 
and/or splash goggles and chemical resistant gloves should be worn when handling 
chemicals.   

6.0 EQUIPMENT AND REAGENTS 

6.1 Equipment 
• YSI 6-Series multi-probes (6600 EDS, 6600 V2, and 6920V1-2)    
• YSI 6560 conductivity and temperature sensor 
• YSI 6150 ROX Optical DO sensor  
• YSI 6025 optical chlorophyll sensor 



Texas Commission on Environmental Quality 
Water Quality Planning Division SOP # AMPM-011 
 

  
Revision No.  3 Page 5 of 26 September 2014 
 

• YSI 6144 optical sensor wiper pads  
• YSI 6561 spherical guarded pH sensor (not designed to be brushed) 
• YSI 5091 flat-glass unguarded pH sensor (brushed on the 6600 EDS only) 
• YSI 6630 flat-glass pH wiper kit (YSI 6600 EDS only) can only be attached to 

a YSI turbidity sensor 
• YSI 6579 hemisphere unguarded tall pH sensor (brushed only on the 6600 

V2) 
• YSI 6589 fast response spherical guarded pH sensor (not designed to be 

brushed) 
• YSI 6445 pH wiper kit for 6600V2 (mounted on Optical DO probe in the “O” 

port of the multi-probe) 
• C-spray anti-fouling nanopolymer 
• YSI Multi-Parameter Display System (MDS)  
• YSI field cable 
• Glass beaker for use when calibrating a Flat-glass and Hemisphere pH sensors  
• Calibration worksheets 
• Instrument logbook  
• Calibration cup 
• Ring stand and clamp 
• Vessel large enough to immerse multi-probe sensors completely in water 
• Personal computer with access to the Internet 
• Multi-probe deployment structure or vertical profiler 

6.2 Cleaning equipment/supplies for measuring sensor fouling 
• Chimney brush and extensions – Round Pro-Sweep Heavy-Duty (poly)  
• Simple Green all-purpose cleaner in spray bottle  
• Water and white vinegar solution (hard fouling)  
• Spray bottle filled with tap water 
• Five gallon bucket 
• Kimwipes 
• YSI conductivity sensor cleaning brush 
• Large soft-bristle brush 
• Small soft-bristle brush 
• Cotton swabs 
• Paper towels 

 6.3 Standards and Reagents (All reagents/chemicals must be analytical reagent 
grade).  
• Conductivity and pH buffer calibration solution standards traceable to 

National Institute of Standards and Technology (NIST)  
• When calibrating the pH sensor in neutral to basic water bodies, use buffer 

solutions with approximate pH values of 7.00 and 10.0 pH units.  When 
calibrating for use in neutral to acidic water bodies, use approximate pH 
buffers of 4.00 and 7.00 pH. 
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• Thermistor or thermometer (partial or total emersion) certified or traceable to 
NIST with 0.1°C resolution 

• Air-saturated water DO standards (optional) – five gallon bucket and 
bubbler/aquarium pump 

• De-ionized (DI) water 
7.0 PROCEDURE 

Before the multi-probe is deployed, the sensors are cleaned and calibrated. The multi-
probe is deployed, and every business day the station’s water quality parameters are 
monitored remotely by the station operator and the assigned data validator to evaluate 
operational status of the station.  At the end of the deployment period, sensor fouling and 
drift is measured. 

7.1 Service intervals and DO, SC, pH, and Depth, Sensor Calibration 

7.1.1 The station is serviced and sensors are calibrated at a minimum of once 
every month. More frequent service visits may be needed depending on 
sensor fouling rates for a given water body, time of year, and employed 
anti-fouling measures. Station operators will need to determine 
appropriate deployment periods for their water bodies. For new stations, it 
is recommended that station service intervals occur at least on weekly 
basis until rates of fouling can be determined.  

7.2 Multi-probe Deployment and Sampling 

For stream stations, multi-probes can be deployed in poly vinyl chloride (PVC) 
tubing that is attached to a support structure or swing pipes suspended from 
bridges.  

7.2.1 During routine station visits, the station operator brings a newly calibrated 
multi-probe to the station and exchanges the currently deployed multi-
probe with the newly calibrated multi-probe.  Prior to the exchange, sensor 
fouling QC measurements are made on-site.  The multi-probe is taken 
back to a temperature-controlled environment where Calibration 
Verification Sample an (CVS) is analyzed. 

7.2.2 Prior to every multi-probe deployment/exchange, the PVC deployment 
tube must be cleaned (inside and out) with a chimney brush. The multi-
probe’s optical sensor wiper pads must be replaced, and pH sensor brushes 
must be cleaned or replaced. 

7.2.3 The multi-probe should be deployed in a representative section of the 
water body. Sensors should be approximately two feet below the water 
surface.  Areas of excessive vegetation, turbulence, shifting stream 
bottoms, or excessive silt should be avoided.  Avoid back-water areas with 
little flow unless this type of area is representative of the water body. 

7.2.4 The PVC deployment tube is deployed at a fixed point in the water body. 
PVC deployment tubes and swing pipes include 48 evenly spaced 1-inch 
diameter holes per linear foot for at least the lower two feet of the 
deployment tube to allow water to flow across the sensors. The bottom of 
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the PVC tube is fitted with an “X” made of aluminum.  This keeps the end 
of the tube open, limiting the build-up of silt.  It also prevents the 
instrument from sliding out of the tube.  

7.2.5 Multi-probes may also be deployed in a PVC deployment tube with a float 
attached to the multi-probe.  This allows the multi-probe to rise and fall 
with water level. In this configuration, the deployment tube must be 
installed vertically and the PVC pipe must have 48 evenly spaced 1-inch 
diameter holes per linear foot throughout the possible range of water level 
fluctuations. The PVC tube must be long enough to accommodate changes 
in stream water level.  Note:  Since the multi-probe is not at a fixed depth, 
the multi-probe will not monitor changes in sample depth. 

7.2.6 Multi-probes may also be suspended in the water body without a 
deployment tube.  

7.2.7  For optical sensors, the sensor’s wiper/brush assembly must be 
programmed to wipe sensor interfaces at least once prior to routine 
measurements. 

7.3 Station Monitoring    
Station operators should monitor water quality measurements and other 
parameters every business day to ensure the station is operational.  

 7.3.1 Every business day, the station operator and the assigned data validator (or 
designees) will monitor (via TCEQ daily report on Rhone website) and 
screen water quality measurements, sample depth measurements, and 
station communications for anomalies.  If problems are identified, a 
station visit may be needed to correct any problems. 

7.3.2 Sample depth and conductivity measurements can be used as an indicator 
to whether the multi-probe sensors are submerged in the water body. 
When conductivity sensors are not submerged, reading will be close to 
zero µS/cm.  

7.4 Fouling Measurements, CVS, Temperature, and Barometer QC Checks    
At the time of multi-probe exchanges/service, sensor fouling is measured.  The 
multi-probe is taken to a temperature-controlled environment and CVSs are 
analyzed to determine the amount of analytical drift that has occurred over the 
deployment period.      

7.4.1 EC, DO, pH, and temperature sensor fouling are measured. These QC 
samples are analyzed at a minimum of once every month (or more 
frequently).  For further details, see Section 9.2. 

7.4.2 EC, DO, and pH analytical drift is measured using standards. For further 
details, see Section 9.4. 

7.4.3 The multi-probe’s temperature sensor must be checked after each 
deployment.  For further details, see Section 9.5. 
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7.4.4 The depth sensor must be calibrated prior to every deployment period. For 
further details, see Section 7.7.4. 

7.4.5 If barometric pressure for DO calibrations is determined using the 
barometer in the YSI MDS, the accuracy of the barometer must be 
checked once a month. For further details, see Section 9.6. 

7.4.6 After every routine service event, the operator must enter calibration drift, 
fouling, and temperature sensor QC measurement results into Post 
Deployment Excel Worksheets (PDW). These excel sheets calculates QC 
measurement results and compares them against a project’s quality 
objectives. After the service event, the station operator emails the PDW to 
their TCEQ data validator.     

7.4.7 The station operator must enter Operator Logs into the TCEQ Leading 
Environmental Analysis Display System (LEADS). See CWQMN Quality 
Assurance Project Plan (QAPP) Appendix E for instructions 
(www.texaswaterdata.org). 

7.5 Optical DO Membrane Replacement 

Optical DO membranes must be replaced every twelve months. The date the 
membrane is installed on the DO sensor is considered the starting date for the 
twelve month replacement frequency.  

 7.5.1 Follow installation instructions at the following web location: 
http://www.tceq.texas.gov/assets/public/waterquality/swqm/monitor/manu
al/vol1/ysi_opticalDOmembrane.pdf  

7.6 EC, pH, DO, and Depth Sensor Calibration 
Sensor calibrations are performed immediately prior to each deployment period. 
Calibration information is recorded on the YSI 6-Series Multi-probe Calibration 
Worksheet (see Appendix B).  
• Sensors must be cleaned before calibration. 
• Water-saturated air or air-saturated water standards can be used for DO 

calibrations. 
• Anti-fouling C-spray nanopolymer coating must be applied to sensors prior to 

calibration. 
• Before the conductivity sensor is calibrated, the conductivity sensor zero 

reading must be checked in ambient air. SC measurements must be ≤ 3 µS/cm. 
• After calibration, the DO sensor membrane gain must be between 0.85 – 1.15. 
• After calibration, the EC Cell constant must be between 5.0 ± 0.45. 
• pH millivolt (mV) values are not used to accept or reject calibrations. Values 

can be outside of recommended criteria and the sensor can be used to collect 
data. Values outside the range may indicate the pH reference solution (KCl & 
AgCl) has degraded and the sensor may need to be replaced. It is 
recommended only sensors meeting the mV criteria be used for extended 
deployments because the reference solution can degrade to a point where the 
sensor will not meet the pH CVS criterion.     

• The KCl conductivity standard value must be at least 1000 µS/cm or greater. 

http://www.texaswaterdata.org/
http://www.tceq.texas.gov/assets/public/waterquality/swqm/monitor/manual/vol1/ysi_opticalDOmembrane.pdf
http://www.tceq.texas.gov/assets/public/waterquality/swqm/monitor/manual/vol1/ysi_opticalDOmembrane.pdf
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• Conductivity and pH standards must be within expiration date.  
• New optical sensor wiper pads must be installed prior to each sensor 

calibration and deployment period. 
• Optical DO membranes must be replaced at least annually with new 

membranes.   
• The multi-probe must equilibrate at room temperature for at least two hours 

(as close to 25ºC as possible) prior to calibrating or analyzing CVSs when 
using water saturated air DO standards. A two hour equilibration period is not 
needed when using air saturated water standards. 

• All sensors must be rinsed twice with DI water before and between the 
introduction of KCl standards or buffers. 

• Flat-glass and hemisphere pH sensors are sensitive to static electricity (that 
can be created when using the plastic calibration cups) and capacitance. When 
this problem occurs, Flat glass and hemisphere sensors should be calibrated 
using a glass beaker. When calibrating, operators should keep hands and body 
one meter from sensor.  

• Temperature sensor must be dried before air saturated water DO calibrations 
or CVSs. 

• Optical DO wiper pads must be removed before calibrations and CVSs. 
• Conductivity calibration must occur before calibration of the pH sensor. 
• Barometric pressure measurements for determining DO calibration standards 

can be obtained from the National Weather Service (NWS) or a high quality 
mercury barometer.  

• Multi-probe and calibration standards must be allowed time to equilibrate to 
room temperature before calibration(s) or initial readings. 

• A ring stand and clamp should be used to secure the multi-probe body. 
• All sensors must be immersed in KCl calibration solutions.  
• A small amount of calibration solution should be used to pre-rinse the sensors. 

Expired calibration solutions may be used for this. 
• Operators should have several clean absorbent paper towels available.  Shake 

the excess rinse water off the sensors.  This will reduce carry-over 
contamination of calibration solutions. 

7.6.1 C-Spray Anti- Fouling Sensor Application  
Prior to sensor calibration, apply two coats of C-spray nanopolymer to all 
sensor bodies and interfaces.  

7.6.1.1 Ensure sensor bodies and sensors interfaces are clean and dry. 
Apply C-spray to all sensors and allow to air dry. Apply a second 
coat of C-spray and allow to air dry. Proceed with calibrations. 

7.7.1 Single-Point EC Calibration 
Calibration of the conductivity sensor consists of a single-point calibration 
with a KCl solution. The KCl conductivity standard value must be at least 
1000 µS/cm or greater. Station operators should choose a KCl calibration 
standard value that is just above the normal expected conductivity of the 
water body.  Prior to calibration, the sensor’s zero response must be 
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checked in ambient air. During the calibration, the YSI multi-probe will 
measure the temperature of the standard and automatically calculate the 
SC of the standard.  

7.7.1.1 Ensure sensor body and sensor interface are clean and dry. In 
ambient air, SC measurements must be ≤ 3 µS/cm. If 
measurements are greater than 3 µS/cm, the sensor must be 
replaced prior to calibration or deployment. Note: If the sensor 
fails this check indoors, take multi-probe outside away from all 
potential electrical interferences and redo the check. If still 
failing ground sensor (place multi-probe on ground). If the value 
is greater than 3 µS/cm, the sensor cannot be used to collect data.   

7.7.1.2 Rinse sensor twice with DI water and conductivity standard 
using the calibration cup.  

7.7.1.3 Place probe in the cup, with the sensors pointed either up or 
down.  Fill the calibration cup with conductivity standard. Pour 
standard in slowly in order to minimize air bubbles.  Place the 
sensors into the conductivity standard and make sure the sensors 
are completely immersed past the vent hole. If the sensor is in the 
“up” position, ensure temperature thermistor is submerged.   
Allow at least 60 seconds for the temperature to equilibrate.   

7.7.1.4 Gently tap the side of the calibration cup to dislodge any air 
bubbles from the cell. After SC readings have stabilized, record 
temperature and initial SC measurement of the standard before 
calibration on the calibration worksheet. 

7.7.1.5 From the Calibration Menu, select 1-Conductivity and a second 
menu will offer you options of calibrating in specific 
conductance, conductivity, or salinity.  Calibrating any one 
option automatically calibrates the other two. 

7.7.1.6 Select Specific Conductance and then you will be prompted to 
enter the value of the SC standard in milli-siemens/centimeter 
(mS/cm). Note: to convert µS/cm to mS/cm, divide by 1000.    

7.7.1.7 Observe readings under Specific Conductance or Conductivity, 
and when they show no significant change for approximately 30 
seconds, press Enter.  The screen will indicate that the 
calibration has been accepted; press Enter again and return to 
the Calibrate menu. 

7.7.1.8 Observe the EC Cell constant after calibration. This is found in 
the MDS advanced menu. Record EC calibration constant on the 
Calibration Worksheet. EC Cell Constant must be between 5.0 ± 
0.45 for the calibration to be considered valid. If outside this 
range the sensor cannot be used to collect data.        
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7.7.2 Two-point pH Calibration 

The pH calibration requires two pH buffers (pH 4.00 and 7.00 or pH 7.00 
and 10.00).  Choose solutions that bracket the expected pH range of the 
water body. 

7.7.2.1 Rinse the sensor twice with DI water and the appropriate pH 
buffer prior to calibrating.  

7.7.2.2 Place the probe in the cal cup, with the sensors pointed either up 
or down (flat-glass or hemisphere type pH sensors may need to 
be calibrated in a glass beaker).  Calibrating in a glass beaker 
requires that the sensor be pointed down).  Place enough pH 7.00 
buffer into a clean, dry, or pre-rinsed calibration cup (or glass 
beaker) to immerse the pH probe, reference junction, and 
thermistor.  Allow one minute for the temperature to equilibrate. 

7.7.2.3 From the Calibrate menu, select 4-ISE1 pH to access the pH 
calibration choices; then select 2 point.  Press Enter and input 
the value of the buffer at the prompt.  Press Enter and the 
current values of the enabled sensors will appear on the screen.  
Observe pH millivolt (mV) readings. Record the mV on the 
calibration worksheet.  Ideally this value should be between -50 
and 50. 

7.7.2.4 Observe the pH reading and when it shows no significant change 
for approximately 30 seconds press Enter.  The display will 
indicate that the calibration is accepted.  

7.7.2.5 After the pH 7.00 calibration is complete, press Enter to 
continue.  Rinse the multi-probe and calibration cup with pH 
4.00 or 10.00 before proceeding. 

7.7.2.6 Place enough pH 4.00 or 10.00 buffer solution into a clean, dry, 
or pre-rinsed calibration cup to immerse the pH probe, reference 
junction, and thermistor.  Allow one minute for the temperature 
to equilibrate.  

7.7.2.7 Observe the pH mV reading. Record the mV on the calibration 
worksheet.   Ideally this value should be 160 ± 50 mV in pH 
buffer 4.00 and should be between -160 ± 50 mV in pH buffer 
10.00.   

7.7.2.8 Press Enter and input the value of the second pH buffer at the 
prompt.  Select Enter and the current values of all enabled 
sensors will appear on the screen.  

7.7.2.9 Observe the pH reading, and when it shows no significant change 
for approximately 30 seconds, press Enter.  The display will 
indicate that the calibration is accepted.  After the second 
calibration is completed, press Enter again.  If you are 
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performing a 2-point Calibration, the display will return to the 
Calibrate Menu. 

7.7.2.10 After calibration is complete, rinse all sensors and calibration 
cup with tap water. 

7.7.3 Optical DO Single-Point Calibration 

The DO sensor can be calibrated using percent saturation in water-
saturated air or air-saturated water.  The Autosleep RS232 function can be 
either enabled or disabled when using an optical DO sensor.  

Water-saturated air DO standard Preparation  

7.7.3.1 Place about 1/8 inch water in the calibration cup. Remove the 
optical DO wiper pad.  Dry the DO membrane and temperature 
sensor with a Kimwipes.  Place the probe in the cup, with the 
sensors pointed down. Make certain that the DO and temperature 
probes are not immersed in the water and the temperature sensor 
is dry. 

7.7.3.2 Engage only one thread of the calibration cup to ensure the DO 
probe is vented to atmospheric pressure.  Wait at least 15 
minutes for the air in the calibration cup to become water 
saturated and for the temperature to equilibrate. Proceed to step 
7.7.3.4.  

Air-Saturated Water DO Standard Preparation  

7.7.3.3 Fill a five-gallon bucket mostly full with fresh tap water. Place 
bubbler at the bottom of the bucket. The water must be aerated 
for a minimum of two hours before the DO sensor is calibrated. 
Place multi-probe in bucket and after the sensor has equilibrated 
Proceed to step 7.7.3.4.     

7.7.3.4 From the Calibrate Menu, select ODOsat%, then 1-Point to 
access the DO% saturation calibration procedure.  

7.7.3.5 Follow the screen prompt and enter actual barometric pressure in 
mm Hg. Note: When using NWS barometric pressure 
measurements, the reading will need to be uncorrected from sea 
level to actual barometric pressure.  See equation in Section 8.1.  
YSI MDS barometric pressure sensor displays actual barometric 
pressure. 

7.7.3.6 Press Enter and observe the ODOsat%.  Calculate and confirm 
MDS percent saturation value using equation in Section 8.2. 
When no significant change in the reading has occurred for 
approximately 30 seconds, press Enter, and the calibration will 
automatically occur after the warm-up time.  Then, press Enter 
again to return to the Calibrate Menu.    
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7.7.3.7 Observe the DO Gain after calibration. This is found in the MDS 
advanced menu. Record the DO Gain value on the Calibration 
Worksheet. DO gain must be between 0.85 and 1.15 for the 
calibration to be considered valid. If outside this range the sensor 
cannot be used to collect data.     

7.7.4 Depth Sensor Calibration 

The depth sensor should be calibrated at the same frequency as the other 
sensors. The depth sensor is non-vented.  The calibration consists of 
zeroing the absolute sensor relative to the local barometric pressure.  It is 
preferable to calibrate the sensor at the station since atmospheric pressure will 
change with altitude.  When a depth sensor is being calibrated, the multi-probe’s 
orientation should remain constant while readings are being taken.   

7.7.4.1 From the Calibration Menu, select 3-Pressure Abs (non-vented) to 
zero the depth sensor. 

7.7.4.2 The zeroing procedure should be performed in ambient air.  Select 
depth option.  

7.7.4.3 After the depth option is selected, enter 0.00 at the prompt, press Enter 
and monitor the stabilization of the depth readings.  After no changes 
occur for approximately 30 seconds, press Enter to confirm the 
calibration. 

7.7.4.4 Press Enter again to return to the Calibration Menu.  

 8.0 CALCULATIONS 

8.1 Sea Level-Corrected Barometric Pressure to Actual Barometric Pressure  

This equation is used to un-correct barometric pressure that was previously corrected to 
sea level, the result of which is actual barometric pressure.  Local barometric pressure 
must be converted from inches to mm before un-correcting to actual barometric pressure 
using the equation below (inches Hg x 25.4 = mm Hg). 

 Where: 
ABP = Actual Barometric Pressure in mm Hg; 
CBP = Barometric Pressure corrected to see level in mm Hg;  
     A = local altitude in feet above mean sea level; and 
           2.5 mm Hg = constant. 

8.2 The following equation is used to determine theoretical DO percent saturation value.  

( )100
760

Pr
mmHg

essuremetricActualBarourationPercentSat =  

8.3 The following equation is used to determine DO theoretical CVS concentration in mg/l.  

DO (mg/l) = DO Saturation Value (mg/l) x CF 

( )ABP CBP mmHg
A

= −




2 5

100
.
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Where: 
DO Saturation Value (mg/l) = Oxygen Solubility at a given temperature 
(Appendix A) 

CF =     Actual Barometric Pressure mm Hg 
                                       760 mm Hg 

8.4 Sample-Specific Conductance 
 Electrical Conductivity is reported as SC (KCl solutions)  

 

 

 Where: 
  SC = normalized conductivity in µS/cm; 

AC = actual conductivity; and 
      t = solution temperature in degrees C. 

8.5 QC Calculations 

Measurement Accuracy 

8.5.1 Measurement accuracy is expressed in terms of the Absolute Error (AE) or 
Relative Percent Error (RPE) and is defined as:   

 
ValueActualValueMeasuredAE −=  

 

100∗
−

=
ValueActual

ValueActualvalueMeasuredRPE  

Sensor Calibration Drift Calculations 

8.5.2 Multi-probe conductivity sensor calibration drift (Cd) over the deployment period 
is evaluated using RPE: 

( ) ( )100
v

vr
d S

SSC −
=  

 
Where: 

   Sr= sensor response; and 
 Sv = specific conductance KCl standard value. 

8.5.3  DO and pH Cd over the deployment period is evaluated using AE: 

( )vrd SSC −=  

Where: 
   Sr = DO or pH sensor response; and 

 Sv = DO mg/l theoretical value; pH buffer value 

( )SC
AC

t
=

+ × −1 0 0191 25 0. .
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Sensor Fouling Calculations 

8.5.4 Change in water quality (Cw) during the fouling measurement procedure (for DO, 
pH, SC, and temperature) is determined by the field meter. Measurement results 
are used to correct fouling measurements for changes in water quality. 

fiw FFC −=  

Where: 
Fi = field meter response initial; and 
Ff = field meter response final.  

8.5.5 Multi-probe percent conductivity sensor fouling (F) over the deployment period 
is evaluated during field service events by using RPE to compare not cleaned and 
cleaned conductivity sensor responses: 

( ) ( ) 100





 −−

=
−

f

fifi

S
FFSSF  

Where: 
   Si = sensor response initial (not cleaned); 

 Sf = sensor response final (cleaned); 
Fi = field meter response initial; and 
Ff = field meter response final. 

8.5.6 Multi-probe temperature, DO (mg/l), and pH (SU) sensor fouling (F) over the 
deployment period is evaluated during field service events by using AE to 
compare not cleaned and cleaned sensor responses: 

( ) ( )fifi FFSSF −−−=   

Where: 
   Si = sensor response initial (not cleaned); 

 Sf = sensor response final (cleaned); 
Fi = field response initial; and 
Ff = field response final. 

Total Error Calculation 

8.5.7 Total error (T) for DO, pH, and conductivity is expressed as the sum of fouling 
(F) and calibration drift (Cd).    

dCFT +=  

Where: 
   F = fouling; and 

 Cd= calibration drift.  

9.0 Quality Control 

9.1 QC Samples 
 
QC samples are used to ensure acceptable data quality is maintained throughout the 
measurement process and to assess the data based on quality.  As part of the procedure, 
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post deployment fouling and drift measurements are made at every service interval. See 
Table 9-1 (QC Checks) for QC criteria. 

Any deviation from the procedures documented in the SOP, including any QC samples 
which do not meet the frequency requirement or acceptance criteria, need to be 
documented in the electronic operator’s log.  The log entry should contain a description 
of the exception, the cause (if possible), the affected data, and the impact on data.  Any 
affected data should be qualified accordingly. 

9.2 Multi-probe Sensor Fouling QC Measurements 

DO, SC, pH, and temperature sensor fouling is determined by comparing non-cleaned 
and cleaned sensor responses of the deployed multi-probe.   

In some streams, multi-probe and deployment tube extreme sedimentation fouling 
events can cause multi-probe sensors and deployment tubes to become plugged 
with sediment. For these events, all collected data are invalidated back to the last 
station service visit. The PDW comment Section and Operator Logs are used to 
communicate these events to the data validator.       
Temperature sensor fouling measurements are collected for informational purposes. 
Temperature sensors are not typically affected by fouling (as compared to SWQM DQO 
criterion ± 0.50 º C) unless an extreme fouling event has occurred that has plugged 
sensors and deployment tubes with sediment. When this occurs, all collected data (DO, 
SC, pH, and Temperature) are invalidated back to the last service event.      

Note: Section 9.2 details a nominal cleaning procedure. Station-specific sensor cleaning 
procedures may need to be developed when sensors are fouled by chemical coatings.        

Note: Fouling measurement procedures are intended for use in situations when water 
quality conditions are not rapidly changing or fluctuating. When the procedures are 
performed, a lack of water flow across deployment tube/sensors can cause fluctuations 
and impact water quality measurements due to the dislodgment of biological material 
and/or sediment (creating a debris cloud) as a result of deployment tube cleaning 
activities.  When performing the procedure sensor measurements must be stable.   

Amount of change in water quality conditions is determined from measurements made by 
the field multi-probe during the servicing event. These measurements are used to correct 
fouling measurements for changes in water quality. The USGS defines (TM1D3) rapidly 
changing for DO, EC, pH and temperature as follows:  Rapid change is relative to the 
length of time needed to service the monitor and generally is defined as a change that 
exceeds the (USGS) calibration criteria within 5 minutes (Table 2).  If changes in water 
quality exceed Table 2 criteria, the fouling measurement is not considered valid.  

Measurement results are recorded into the Field Fouling Worksheet (see Appendix D) 
and PDWs.  The worksheet calculates results for fouling, drift, and the amount of change 
in water quality. The worksheet also compares results to project-specific DQOs.  
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Table 2 

Parameter USGS Calibration Criteria 

Temperature ± 0.20 º C 

SC ± 5 µS/cm or 3% use greatest 

DO ± 0.30 mg/L 

pH ± 0.20 pH  

9.2.1 A calibrated field multi-probe is placed directly adjacent to the deployment tube 
at the location of the deployed multi-probe sensors.  The deployed multi-probe 
must not be disturbed.  After field multi-probe readings have stabilized, initial 
field multi-probe readings are recorded.  

9.2.2 Readings (multi-probe/tube initial) are then recorded from the undisturbed 
deployed multi-probe.  

9.2.3 The deployed multi-probe is gently removed from the deployment tube. After 
removal, the multi-probe is cleaned.  Field cleaning includes the thorough 
cleaning of the sensor interface, sensor body, and multi-probe body using 
cleaning supplies listed in Section 6.2.    

9.2.3.1 Remove optical DO wiper pad assembly and if equipped, remove pH 
brush assembly. 

9.2.3.2 Spray entire multi-probe, sensor bodies, and sensor interfaces with 
Simple Green cleaning solution. 

9.2.3.3 Clean multi-probe and sensor bodies using the large and small soft-
bristle brushes. Clean the conductivity and temperature sensors using 
an YSI conductivity brush. Carefully clean pH and DO sensor 
interfaces using cotton swabs and/or Kimwipes.  

 9.2.3.4 Using a spray bottle filled with tap water, thoroughly rinse multi-
probe, sensor bodies, and sensor interfaces. Inspect multi-probe 
(especially sensor interfaces) and repeat steps 9.2.3.2, 9.2.3.3, and 
9.2.3.4 if necessary.    

9.2.3.5 Reinstall optical DO wiper pad assembly (containing a new DO wiper 
pad). Clean or replace pH brush.     

9.2.4 The deployment tube is cleaned with the chimney brush and the cleaned, 
previously-deployed multi-probe is gently returned to the cleaned deployment 
tube. 

9.2.5 The cleaned multi-probe is allowed to stabilize and readings are recorded (multi-
probe/tube final).    

9.2.6 Final field multi-probe readings are recorded.  The deployed multi-probe is taken 
to a temperature controlled environment where CVSs are analyzed. The clean 
freshly calibrated field multi-probe is deployed into the deployment tube. 
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9.4 Sensor Drift Measurement Procedures 

Analyze SC, DO, and pH CVSs as close to 25.0 ºC as possible. Allow the multi-probe to 
equilibrate to room temperature for a minimum of two hours before analyzing CVSs. 
CVS results are entered into CVS worksheet (see Appendix C), and PDW.    

 EC Sensor CVS     

9.4.1 SC CVSs are analyzed at a minimum of once monthly to assess analytical drift 
from the previous calibration.  The CVS should be the same standard used to 
generate the initial single-point calibration.  

9.4.2 The CVS KCl solution is introduced using the cal cup.  Note: Rinse Cal cup and 
sensor twice with DI water and calibration standard before measuring standard.  

DO Sensor CVS 

9.4.3 A DO CVS is analyzed to assess analytical drift from the previous calibration.  
The CVS consists of water-saturated air or air saturated water using procedures 
in Sections 7.7.3.  Note: When using these sections, the calibration step is not 
performed.  

9.4.4 DO CVS results and the theoretical DO standard concentration are also entered 
into the PDW in mg/L.  The following are steps used to determine DO CVS 
theoretical concentration in mg/L. 

9.4.4.1 Determine barometric pressure calibration factor (CF). Divide actual 
barometric pressure in mm Hg by 760 Hg (Section 8.2).  

9.4.4.2 Using the temperature measurement of the DO CVS, determine the DO 
saturation value (Appendix A). 

9.4.4.3 Multiply the barometric CF by the DO saturation value (Section 8.3).    

pH Sensor CVS 

9.4.5 A pH CVS is analyzed a minimum of once monthly to assess analytical drift 
from the previous calibration.  The CVS consists of buffers of 4.00 or 10.00 and 
7.00 pH units. The CVS is prepared from the same standard used to generate the 
initial calibration curve.  The buffer solutions are introduced using the calibration 
cup.  Note: Rinse Cal cup and sensor twice with DI water and calibration 
standard before measuring the standards.  The CVS is prepared from the same 
standard used to generate the initial calibration curve.  

9.5 Temperature Sensor Check 

After every deployment period, check the accuracy of the multi-probe temperature sensor 
with a NIST certified or traceable thermometer or thermistor.  In a temperature controlled 
environment, fill a vessel with water and immerse the multi-probe’s temperature sensor. 
Allow the sensor time to stabilize.  Place the end of the thermometer or thermistor 
thermocouple next to the multi-probe’s temperature sensor (allow the measuring device 
time to stabilize).  The multi-probe temperature measurement must be within ± 0.50 ºC of 
the NIST certified or traceable thermometer or thermistor.  If it is determined that the 
multi-probe’s temperature sensor does not meet acceptance criteria, the sensor can be 
replaced with a new combination conductivity and temperature sensor.  The temperature 
check results are entered into the CVS worksheet and PDW.  
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9.6 YSI Multi Parameter Display Barometer Check 

If the YSI MDS 650 barometer is used to determine theoretical DO standards, the 
barometer must be checked at a minimum of once a month. The MDS barometer is 
checked against NWS barometric pressure readings or readings from a high quality 
laboratory barometer.  The YSI MDS should be within ± 10 mm Hg from the NWS 
reading or a high quality laboratory barometer reading.  See equation in Section 8.1 to 
calculate NWS sea level corrected barometric pressure to actual barometric pressure.  
YSI MDS and laboratory barometers measure actual barometric pressure.  The barometer 
check results should be logged onto the barometer worksheet (Appendix E). 

Table 9-1:  QC Checks 

QC Check Purpose Frequency Acceptance 
Criteria 

Response 
Action 

SC zero check in 
ambient air 

To assess sensor zero 
response and to assess 
internal sensor water 
leakage 

Prior to calibration ≤ 3 µS/cm 1)  Analyze standard again outdoors away 
from all potential electrical interference 
sources 

2)  Ground sensor while outdoors (place 
multi-probe on ground) 

3) Replace sensor 
Visual Optical DO 
Membrane Coating 
Inspection 

To assess membrane 
coating  

Prior to calibration Membrane coating is 
not scratched off by 
more than 25% 

  Replace membrane 

Single-Point SC 
Calibration 

To establish slope used for 
quantitation 

Prior to deployments Calibration error 
message is not 
displayed and Cell 
Constant is between 
5.0 ± 0.45 

1) Analyze standard again and re-calibrate 
2)  Check for contaminated standard 
3) Clean sensor 
4) Replace sensor  

Single-Point DO 
Calibration 

To establish slope used for 
quantitation 

Prior to deployments  Calibration error 
message is not 
displayed and optical 
DO Gain is between 
0.85 – 1.15 

1)  Analyze standard  again and re-calibrate 
2) Replace/repair sensor    

Two-Point pH 
Calibration 

To establish slope used for 
quantitation 

Prior to deployments Calibration error 
message is not 
displayed 

1) Analyze standard again and re-calibrate 
2)  Check for contaminated standard 
3)  Clean sensor 
4)  Replace sensor 

Field meter/multi-
probe measurements 

Measures the amount of 
allowable change in water 
quality during the fouling 
measurement procedure 

At the conclusion of 
deployments (during 
fouling measurement 
procedure) 

Section 9.2, Table 2   Validate data accordingly 

EC, DO, and pH 
sensor fouling  

To assess sensor fouling  At the conclusion of 
deployments   

Project-specific, see 
CWQMN QAPP 
Section A7  

 Validate data accordingly 

EC, DO, and pH 
sensor CVS  

To assess sensor electronic 
drift  

At the conclusion of 
deployments   

Project-specific, see 
CWQMN QAPP 
Section A7  

 Validate data accordingly 

Multi-probe 
Temperature Sensor 
check 

To assess temperature 
sensor accuracy 

At the conclusion of 
deployments  

 ± 0.50 ºC 1)  Validate data accordingly 
2) Replace sensor    

MDS Barometer To assess barometer 
accuracy 

A minimum of once 
a month 

± 10 mm Hg 1)  Perform corrective action as necessary 
2)  Re-calibrate 
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10.0 DEFINITIONS 

See Appendix A of the Continuous Water Quality Monitoring Network Quality Assurance 
Project Plan. 

11.0 REFERENCES 

Continuous Water Quality Monitoring Network Quality Assurance Project Plan 
U.S. Geological Survey Guidelines and Standard Procedures for Continuous Water-Quality    

Monitors: Station Operation, Record Computation, and Data Reporting TM1D3  
Yellow Springs Instrument 6-Series Operator’s Manual 
Yellow Springs Instrument 6-Series Calibration, Maintenance & Troubleshooting Tips 
Surface Water Quality Monitoring Procedures Manual, Volume I 
TCEQ Operating Policies and Procedures, Chapter 6.13 

12.0 POLLUTION PREVENTION AND WASTE MANAGEMENT 

Supervisors, sampling personnel, and laboratory analysts should identify and implement 
innovative and cost-saving waste reduction procedures as part of the method 
development, review, and revision of standard operating procedures.  Wastes that do 
result from these procedures are managed and disposed of in accordance with 
appropriate state and federal regulations. 

Refer to Chapter 6.13 of the TCEQ Operating Policies and Procedures for guidelines on 
general recycling, waste reduction, and water and energy conservation.  Review these 
procedures for specific employee responsibilities and mechanisms for office-related 
waste prevention and management.  Consult the Monitoring Operations Hazardous 
Waste Disposal Plan for laboratory-specific waste minimization recommendations and 
requirements for proper handling of hazardous waste that result from laboratory 
procedures. 

The reagents, washes, standards, and waste associated with this procedure do not 
require special disposal. Before disposing waste into a municipal sewer system, operators 
should check with respective municipal sewer system personnel on what concentration 
levels are allowed to be put into their system. 
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Appendix A 
DO Saturation Values 

Oxygen Content of Air-Saturated Freshwater at 760 mm Hg 
 

Temp 
 

DO ppm Solubility at 760 mm Hg 
 

0 
 

0.1 
 

0.2 
 

0.3 
 

0.4 
 

0.5 
 

0.6 
 

0.7 
 

0.8 
 

0.9 
 

3 
 

13.43 
 

13.4 
 

13.36 
 

13.33 
 

13.29 
 

13.26 
 

13.22 
 

13.19 
 

13.15 
 

13.12 
 

4 
 

13.08 
 

13.05 
 

13.01 
 

12.98 
 

12.94 
 

12.91 
 

12.88 
 

12.84 
 

12.81 
 

12.77 
 

5 
 

12.74 
 

12.71 
 

12.68 
 

12.64 
 

12.61 
 

12.58 
 

12.55 
 

12.52 
 

12.48 
 

12.45 
 

6 
 

12.42 
 

12.39 
 

12.36 
 

12.33 
 

12.3 
 

12.27 
 

12.23 
 

12.2 
 

12.17 
 

12.14 
 

7 
 

12.11 
 

12.08 
 

12.05 
 

12.02 
 

11.99 
 

11.96 
 

11.93 
 

11.9 
 

11.87 
 

11.84 
 

8 
 

11.81 
 

11.78 
 

11.75 
 

11.73 
 

11.7 
 

11.67 
 

11.64 
 

11.61 
 

11.59 
 

11.56 
 

9 
 

11.53 
 

11.5 
 

11.48 
 

11.45 
 

11.42 
 

11.4 
 

11.37 
 

11.34 
 

11.31 
 

11.29 
 

10 
 

11.26 
 

11.23 
 

11.21 
 

11.18 
 

11.15 
 

11.13 
 

11.1 
 

11.07 
 

11.04 
 

11.02 
 

11 
 

10.99 
 

10.97 
 

10.94 
 

10.92 
 

10.89 
 

10.87 
 

10.84 
 

10.82 
 

10.79 
 

10.77 
 

12 
 

10.74 
 

10.72 
 

10.69 
 

10.67 
 

10.64 
 

10.62 
 

10.6 
 

10.57 
 

10.55 
 

10.52 
 

13 
 

10.5 
 

10.48 
 

10.45 
 

10.43 
 

10.41 
 

10.39 
 

10.36 
 

10.34 
 

10.32 
 

10.29 
 

14 
 

10.27 
 

10.25 
 

10.23 
 

10.2 
 

10.18 
 

10.16 
 

10.14 
 

10.12 
 

10.09 
 

10.07 
 

15 
 

10.05 
 

10.03 
 

10.01 
 

9.98 
 

9.96 
 

9.94 
 

9.92 
 

9.9 
 

9.87 
 

9.85 
 

16 
 

9.83 
 

9.81 
 

9.79 
 

9.77 
 

9.75 
 

9.73 
 

9.71 
 

9.69 
 

9.67 
 

9.65 
 

17 
 

9.63 
 

9.61 
 

9.59 
 

9.57 
 

9.55 
 

9.53 
 

9.51 
 

9.49 
 

9.47 
 

9.45 
 

18 
 

9.43 
 

9.41 
 

9.39 
 

9.37 
 

9.35 
 

9.34 
 

9.32 
 

9.3 
 

9.28 
 

9.26 
 

19 
 

9.24 
 

9.22 
 

9.2 
 

9.19 
 

9.17 
 

9.15 
 

9.13 
 

9.11 
 

9.1 
 

9.08 
 

20 
 

9.06 
 

9.04 
 

9.02 
 

9.01 
 

8.99 
 

8.97 
 

8.95 
 

8.93 
 

8.92 
 

8.9 
 

21 
 

8.88 
 

8.86 
 

8.85 
 

8.83 
 

8.81 
 

8.8 
 

8.78 
 

8.76 
 

8.74 
 

8.73 
 

22 
 

8.71 
 

8.69 
 

8.68 
 

8.66 
 

8.65 
 

8.63 
 

8.61 
 

8.6 
 

8.58 
 

8.57 
 

23 
 

8.55 
 

8.53 
 

8.52 
 

8.5 
 

8.49 
 

8.47 
 

8.45 
 

8.44 
 

8.42 
 

8.41 
 

24 
 

8.39 
 

8.38 
 

8.36 
 

8.35 
 

8.33 
 

8.32 
 

8.3 
 

8.29 
 

8.27 
 

8.26 
 

25 
 

8.24 
 

8.23 
 

8.21 
 

8.2 
 

8.18 
 

8.17 
 

8.15 
 

8.14 
 

8.12 
 

8.11 
 

26 
 

8.09 
 

8.08 
 

8.06 
 

8.05 
 

8.03 
 

8.02 
 

8.01 
 

7.99 
 

7.98 
 

7.96 
 

27 
 

7.95 
 

7.94 
 

7.92 
 

7.91 
 

7.89 
 

7.88 
 

7.87 
 

7.85 
 

7.84 
 

7.82 
 

28 
 

7.81 
 

7.8 
 

7.78 
 

7.77 
 

7.76 
 

7.75 
 

7.73 
 

7.72 
 

7.71 
 

7.69 
 

29 
 

7.68 
 

7.67 
 

7.65 
 

7.64 
 

7.63 
 

7.62 
 

7.6 
 

7.59 
 

7.58 
 

7.56 
 

30 
 

7.55 
 

7.54 
 

7.52 
 

7.51 
 

7.5 
 

7.49 
 

7.47 
 

7.46 
 

7.45 
 

7.43 
 

31 
 

7.42 
 

7.41 
 

7.4 
 

7.38 
 

7.37 
 

7.36 
 

7.35 
 

7.34 
 

7.32 
 

7.31 
 

32 
 

7.3 
 

7.29 
 

7.28 
 

7.26 
 

7.25 
 

7.24 
 

7.23 
 

7.22 
 

7.2 
 

7.19 
 

33 
 

7.18 
 

7.17 
 

7.16 
 

7.15 
 

7.14 
 

7.13 
 

7.11 
 

7.1 
 

7.09 
 

7.08 
 

34 
 

7.07 
 

7.06 
 

7.05 
 

7.03 
 

7.02 
 

7.01 
 

7.00 
 

6.99 
 

6.97 
 

6.96 
 

35 
 

6.95 
 

6.94 
 

6.93 
 

6.92 
 

6.91 
 

6.9 
 

6.88 
 

6.87 
 

6.86 
 

6.85 
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Appendix B 

YSI 6-SERIES MULTI-PROBE CALIBRATION WORKSHEET 
Analyst:  Date: Time: Date Deployed:  

CAMS: MDS Serial Number: Multi-probe Serial Number: 

Optical DO Sensor type (6150 or 
6150+): 

Optical DO membrane date of manufacture  Date membrane installed to DO sensor: 

Optical DO membrane Temp. Coefficient:  

Barometric Pressure (Actual) Used For DO Calibration (mm/Hg):  

Standard Manufacturer Lot No. Expiration Date 
Conductivity    

pH 7.00    

pH 4.00/10.00    

Conductivity Sensor  
Zero Ambient Air Check: 

Result Criterion 
≤ 3  µS/cm 

 

Parameter Temp. of 
Standard 

Concentration SC or 
pH of Calibration 

Standard 

Initial Reading Calibrated 
to 

Comments/Results 

Specific Conductance 
(µS/cm) 

     

Conductivity Cell Constant     Criteria 5.0 ± 0.45  

pH Calibrated (~7.00)      

pH mV for pH 7 solution     Range 0 ± 50 mV 

pH Slope (~ 4.00/10.00)      

pH mV for pH 10.00 
pH mV for pH 4.00 

    Range: -160 ± 50 mV 
Range: +160 ± 50 mV 

 

Dissolved Oxygen (%sat)      

µg/l Chlorophyll  Zero Chlorophyll 
SC: 

   

Dissolved Oxygen Gain     Criteria: 0.85 – 1.15 



Texas Commission on Environmental Quality 
Water Quality Planning Division SOP # AMPM-011 
 

  
Revision No.  3 Page 23 of 26 September 2014 
 

Appendix C 

YSI SERIES-6 MULTI-PROBE CALIBRATION VERIFICATION WORKSHEET  
Date: Time: Analyst: Thermometer Serial No. 

Date Retrieved: Multi-probe Type and Serial No. 

Standard Manufacturer Lot No. Expiration Date 

SC    

pH 7.00    

pH 4.00/10.00    

Parameter Temp. of 
Standard 

CVS Standard CVS or temp results Result Criteria 

Specific Conductance 
(µS/cm) 

    ≤ 5.0 RPE  

pH calibrated (~7)     ± 0.50 pH unit  

pH slope (~ 4/10)     ± 0.50 pH unit  

Dissolved Oxygen (mg/l)     ± 0.50 mg/l 

Dissolved Oxygen 
(% Saturation) 

    ± 6 % saturation 

Temperature (ºC)  NA  NIST Reading   ± 0.50  º C  

DO mg/L CVS VALUE DETERMINATION 

 
 
CF = (ABP)   mmHg 
  760 mmHg 

 
DO Calibration Value (mg/l) = CF x DO Saturation Value 
 
CF________________  x DO Saturation Value 
 
_______________ mg/l 
 
 = DO CVS Value   ________________ mg/l 
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Appendix D 

FIELD FOULING WORKSHEET  

CAMS:   CAMS LOCATION:   
     

OPERATOR:    MODEL:   

DATE:   DO SENSOR TYPE:  

SERVICE START TIME:   pH SENSOR TYPE  

SERVICE END TIME:   RETRIEVAL DATE:   

MULTI-PROBE #:   DEPLOYMENT DATE:   

 TYPE:   FIELD METER #:   
        

TEMPERATURE º C 

Multi-probe/Tube  Multi-probe /Tube  Field Multi-probe Field Multi-probe 

Initial (not cleaned) Final (cleaned) Initial Final 

        

SPECIFIC CONDUCTANCE µS/cm 

Multi-probe /Tube  Multi-probe /Tube  Field Multi-probe Field Multi-probe 

Initial (not cleaned) Final (cleaned) Initial Final 

      

DISSOLVED OXYGEN mg/L 

Multi-probe /Tube  Multi-probe /Tube  Field Multi-probe Field Multi-probe 

Initial (not cleaned) Final (cleaned) Initial Final 
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FIELD FOULING WORKSHEET (continued) 
 

pH 

Multi-probe /Tube  Multi-probe /Tube  Field Multi-probe Field Multi-probe 

Initial Final Initial Final 

        

          

MEASURED CHANGE IN WATER BODY  Change = Field Meter 
Final – Field Meter Initial    

Parameter Results Criteria    
Temperature  ± 0.20 º C   

SC  ± 5 µS or 3% use greatest   

DO  ± 0.30 mg/l   

pH  ± 0.20 pH units    
 COMMENTS/OBSERVATIONS      
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Appendix E 

Barometric Pressure (BP) Options Barometric Pressure Formulas 

 
Altitude (A ) =______________feet above mean sea level 
National Weather Service 
Barometric Pressure corrected to 
sea level in inches of Hg. 
 

 
Barometric pressure (inches) _____________ x 25.4 = BP 
____________mm Hg 
 
Actual BP = corrected  BP ____________mm - 2.5 (altitude 
________/100) 

YSI SERIES-6 Multi-Parameter Display System (MDS) Barometer Worksheet 

Date:      

Analyst:  

YSI MDS serial number: 

Reference standard: National Weather Service or Laboratory Barometer: 

Parameter MDS Barometric 
Pressure 
(mm Hg) 
 

Reference Standard Barometer 
Pressure (mm Hg) 
  

Criteria    

YSI MDS 
Barometer 
 

  ± 10 mm Hg 

Comments: 
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